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Abstract
Background: Gait disability affects the daily lives of patients with stroke in both home and community settings. An
abnormal foot–ankle position can cause instability on the supporting surface and negatively affect gait. Our research
team explored the ability of a portable peroneal nerve-targeting electrical stimulator to improve gait ability by adjusting the
foot–ankle position during walking in patients with chronic stroke undergoing home-based rehabilitation.

Methods: This was a double-blinded, parallel-group randomized controlled trial. Thirty-one patients with chronic stroke and
ankle–foot motor impairment were randomized to receive 3 weeks of gait training, which involved using the
transcutaneous peroneal nerve stimulator while walking (tPNS group; n = 16, mean age: 52.25 years), or conventional
home and/or community gait training therapy (CT group; n = 15, mean age: 54.8 years). Functional assessments were
performed before and after the 3-week intervention. The outcome measures included spatiotemporal gait parameters,
three-dimensional kinematic and kinetic data on the ankle-foot joint, and a clinical motor and balance function assessment
based on the Fugl–Meyer Assessment of Lower Extremity (FMA-LE) and Berg Balance scales (BBS). Additionally, 16 age-
matched healthy adults served as a baseline control of three-dimensional gait data for both trial groups.

Results: The FMA-LE and BBS scores improved in both the tPNS groups (p = .004 and .001, respectively) and CT groups (p
= .034 and .028, respectively) from before to after training. Participants in the tPNS group exhibited signi�cant differences
in spatiotemporal gait parameters, including opposite foot off, double support, stride length, and walking speed, after
training (p = .010, .042, .017 and .001, respectively). Additionally, the tPNS group exhibited signi�cant differences in
kinematic parameters, such as the ankle angle at the transverse plane (p = .021) and foot progression angle at the frontal
plane (p = .009) upon initial contact, and the peak ankle joint angle at the transverse plane (p = .023) and foot progression
angle at the frontal and transverse planes (p = .032 and .046, respectively) during gait cycles after 3 weeks of training.

Conclusions: Use of a portable tPNS device during walking tasks appeared to improve spatiotemporal gait parameters and
ankle and foot angles more effectively than conventional home rehabilitation in patients with chronic stroke. Although
guidelines for home-based rehabilitation training services and an increasing variety of market devices are available, no
evidence for improvement of motor function and balance was superior to conventional rehabilitation.

Trial registration: Chictr, ChiCTR2000040137. Registered 22 November 2020, https://www.chictr.org.cn/showproj.aspx?
proj=64424

Background
Stroke is one of the �ve leading causes of disability-adjusted life-years worldwide [1]. In China, the increasing incidence of
stroke and decrease in related mortality have led to a rapid increase in the burden of decrease associated with this
condition [2]. Gait dysfunction is common among stroke survivors and represents a major burden [3, 4]. After stroke, most
patients experience abnormal lower extremity movement and a plantar�exion or inversion pattern of hemiplegia in the
ankle and foot during the swing phase of gait [5]. Estimates suggest that 20–30% of stroke survivors experience ankle and
foot drop and/or inversion, which causes abnormal gait [4]. Ankle–foot drop and inversion are caused by abnormal
activation of the musculature in the distal lower limb and result in ine�cient foot clearance and foot tremor during the
swing phase of gait and a less stable stance. Consequently, stroke patients tend to exhibit a compensatory gait pattern
involving the affected side, such as steppage gait, hip hiking, toe walking, and forefoot walking. These pathological
deviations reduce the walking speed and increase the risk of fall, thus impeding an individual’s ability to walk e�ciently
both indoors and outdoors and restricting their participation in many activities of daily life and the community. Therefore,
studies on stroke motor recovery have frequently identi�ed inadequate ankle–foot control and stability during walking as a
key factor to address when attempting to improve gait dysfunction [6-9].
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Approaches such as ankle–foot orthosis (AFO), electrical stimulation (ES), and neuroprosthetic implants are used to
treat drop foot in stroke survivors [10-12], and a meta-analysis revealed that these approaches yielded similar results [12].
AFO is a traditional treatment for ankle joint immobilization in the neutral position and can be used to support ankle
dorsi�exion during the swing phase to improve gait stability. However, as a mechanical device, an AFO only restricts ankle
movement when it is worn, leading to weakened muscles, reduced muscle activity and a restricted ankle range-of-motion
over the long term [13, 14]. ES, an alternative approach, is widely used to achieve more physiological positioning of the
ankle and foot and to improve ankle–foot function, for example neuromuscular electrical stimulation (NMES), functional
electrical stimulation (FES) multichannel and neuroprosthetic implants with the development of electronic
engineering technology[8, 15-17], but multichannel and implanted devices are not used widely in the clinical settings, which
limits their translational use in community and home settings. 

Studies conducted in the last 10 years have focused on volitional muscle activation combined with lower motor neuron
stimulation, which contributes to several possible mechanisms of neuromuscular plasticity, including repeated muscle
contractions leading to increased oxidative capacity; increased numbers of microcapillaries and changes in �ber type at
the muscular level; and the convergence of orthodromic or antidromic impulses at the anterior horn, leading to the
strengthening of synapses at the spinal level and changes in the cortex [17-19]. These effects of therapy culminate in
increased volitional muscle activity in the weak dorsi�exors and evertors of the ankle. Such changes are thought to
positively in�uence other biomechanical features and help restore the associated functions. Several studies have observed
sustained improvements in volitional muscles after removal of therapeutic devices, particularly in terms of improved gait
capacity during the chronic post-stroke stage [19-21] . One type of FES treatment, the transcutaneous peroneal nerve
stimulator (tPNS), involves the placement of electrodes on the skin surface above the peroneal nerve, and based on the
mechanisms of effects on volitional muscle activity combined with lower motor neurone stimulation during walking to
acquire a more physiological positioning of ankle and foot. This clinically accepted rehabilitation intervention has been
demonstrated to be more e�cient than AFO, especially in terms of improving walking speed [22, 23]. However, a
multicenter prospective randomized study found that the use of peroneal nerve FES was equivalent to device-free gait
training in terms of the clinical outcomes of improvements in walking speed, the Fugl–Meyer Assessment of Lower
Extremity (FMA-LE) score, ankle muscle strength and dorsi�exion performance [24]. 

Above studies in different views of the tPNS suggest that this therapeutic device is an appropriate alternative therapeutic
device using at chronic stroke survivors for gait training. Other studies have focused on the physiological and
biomechanical effects of tPNS on the kinematics and kinetics of the hip, knee, and ankle joints [16, 22, 25]. However,
excessive pronation and supination of the foot and hyper-planta/dorsi�exion of the ankle joint directly result in an
abnormal and unstable stance and toe clearance during walking, leading to a tilted posture and increasing the fall risk.
This study focused on quantitative analysis of kinematics and kinetics of the ankle joint and foot progression angles and
spatiotemporal gait and clinical assessment parameters. We aimed to determine the e�cacy of tPNS and its feasibility for
use as a rehabilitation training tool in home and community settings. This is important because most discharged stroke
patients in China receive inadequate rehabilitation training at home due to a shortage of rehabilitation therapists. 

Methods
Participants

All participants were recruited from among patients with stroke who were discharged from the A�liated Hospital of Sun
Yat-Sen University, China. Individuals with foot drop secondary to ischemic stroke who met the inclusion and exclusion
criteria were enrolled and randomized to receive either tPNS or conventional therapy (CT). The inclusion criteria were: 1)
onset of ischemic stroke ≥ 12 months before enrollment; 2) a positive response to tPNS testing (i.e., ability to achieve
passive ankle dorsi�exion) and ability to walk indoors for at least 10 m without an assistance device; 3) adequate ability to
understand and communicate, with a Mini-Mental State Examination score ≥ 21; and 4) no history of tPNS use before
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enrollment. The exclusion criteria were: 1) inability to stabilize the ankle joint or contract the posterior calf while standing
without AFO; 2) use of muscle-relaxing drugs, including those administered orally or via lower extremity injection, in the
past 3 months; 3) comorbid peripheral neuropathy or vascular disease that would limit ambulation or ES; and 4) other
diseases, such as cachexia or skin unsuitable of electrodes (e.g., allergy to adhesive) for participation. Thirty-two
participants with foot drop and hemiplegia secondary to ischemic stroke (age range: 40–71 years) were recruited, of whom
17 were randomized to the tPNS group and 15 were randomized to the CT group. One participant was not compliant with
tPNS use during daily walking activities. Consequently, the data of 31 participants were available for analysis. All
participants received instruction on home-based rehabilitation training, and those in the tPNS group were requested to use
the foot drop-stimulating device during daily activity. Additionally, 16 healthy adults matched to the participants by age,
weight, height, leg length, and gender were recruited, and their data served as a baseline reference for the three-dimensional
analysis of ankle–foot motion. The demographics of the 31 stroke patients and 16 healthy adults are shown in Table 1.
This study was approved by the Human Subjects Ethics Subcommittee of the First A�liated Hospital, Sun Yat-Sen
University, China. Written consent was obtained from all participants before the experiment.

Foot Drop Stimulator

The tPNS device (XFT-2001D) was provided by Shenzhen XFT Medical Limited (ISO13485, Shenzhen, China). The single-
channel device consisted of a 3.4 V, 480 mAh rechargeable power supply equipped with a USB port and working current of
< 90 mA. A wireless remote controller was used to control the switch, select the therapy mode of walking and increase or
decrease the dose. Skin surface electrodes were placed at the proximal lateral condyles of the tibia to stimulate the
peroneal nerve during the gait cycle. The frequency (17–33 Hz), pulse width (100–300 µs) and intensity of the generated
electrical pulse were customized to produce the desired dorsi�exion during gait. The timing of tPNS activation and
duration of stimulation were controlled by a tilt sensor and accelerometer according to the position and angle of the calf
and speed of oscillation during the gait cycle. The sensor and accelerometric device (73 mm × 70 mm × 10 mm, 43 g) was
placed parallel to the surface of ipsilareral tibia just below the knee and properly aligned using anatomical landmarks,
visual indicators and dorsi�exion during walking (Fig. 1-a).

Intervention

Participants in the tPNS group were taught to operate the device by a member of the study staff. Each subject was then
�tted with a tPNS, the device side of which was consistent with the paralyzed side. A physiotherapist provided exercises to
practice following the instructions, placing the electrodes, adjusting the stimulation intensity and taking safety precautions,
followed by a 15-min walking period in the corridor outside the laboratory (Fig. 1-b). All participants were given the tPNS
device to use when walking at home or in the community. They were asked to wear the device during everyday ambulation
and to access WeChat video tracking or visit our lab on working days if they needed advice. All participants were instructed
to walk at home or in the community while wearing the device for 15–60 min everyday during the �rst week, > 60 min
during the second and the third week wearing as long as possible during daily walking. Participants in the CT group
received guidance on home-based rehabilitation, including daily walking and simple gait exercises from a motor relearning
program. Participants in both group were asked to walk for more than 60 min each day throughout the 3-week intervention
period. The walking activities could be conducted indoors or outdoors and at a self-selected speed based on the
participant’s ability.   

Outcome Measures

All outcomes were measured before and after the 3-week intervention by the same rehabilitation physician and laboratory
researchers using standard operating procedures. All subjects wore �at shoes and close-�tting pants during the trials.
Quantitative gait analysis was performed simultaneously using a Vicon system (VICON MX13, VICON Peak, Oxford, UK)
and four AMTI force plates (AMTI, OR6-7, Watertown, MA, USA) with a sampling frequency of 1000 Hz. The analysis
included spatiotemporal parameters and kinematic and kinetic data. Six infrared 100-Hz cameras recorded the locations of



Page 5/16

16 passive re�ective markers taped to the skin over bony landmarks of the pelvis and both lower limbs, following a
standard PlugInGait biomechanical model supplied by Vicon Nexus (version 1.7.1). Re�ective markers were applied to the
skin or close-�tting pants over the anatomical positions of the pelvis, thigh and crus. The marker corresponding to the
second metatarsal head position was secured directly to a shoe. The positions of the markers were consistent between the
two groups. During the gait capture trials, all subjects were asked to walk forward across the �oor for 10 m and return at a
self-selected walking speed. The subjects walked without sticks, AFOs, or other assistive devices during the trials (Fig. 1-c,
d). A minimum of 10 trials were conducted for each patient, and six successful gait cycles (de�ned as one foot on one
force plate without delay or pause) were selected for analysis. Clinical outcomes were also measured using the FMA-
LE [26] and the Berg Balance Assessment Scale (BBS) [27, 28]. 

Data Processing and Analysis

Polygon (version 3.5.1) from Vicon system was used to process the quantitative three-dimensional gait analysis data from
six successful gait cycles. The spatiotemporal gait parameters and kinematic and kinetic data of the ankle joint and foot
progression angles were extracted and analyzed. The spatiotemporal gait parameters were the cadence, stride time and
length, step time and length, single and double support time, and walking speed. The ankle and foot progression angle and
mean gait cycle were measured in three planes; the initial contact (IC), a kinematic parameter, was chosen to determine the
stability and positioning of the distal lower extremity in the early stance. The peak angle in each gait cycle was analyzed
and used to compare differences in gait performance between the groups in terms of foot–toe clearing and compensation
at the proximal lower extremity joint. Of the kinetic parameters, the ankle joint peak moment in the three planes and power
were chosen to analyze ankle stability.

The data analysis was performed using SPSS (version 20.0; IBM, Inc., Armonk, NY, USA). The mean values and standard
deviations of demographic characteristics (age and sex), the clinical course and anthropometric data (body weight, leg
length, knee width and ankle width) at baseline were computed and compared between the two trial groups and healthy
adults using a one-way analysis of variance (Table 1). The paired samples t-test was used to compare differences within
each group from before to after the intervention. Differences between the CT and tPNS groups were identi�ed using the
independent samples t-test. A p value of < .05 was considered signi�cant. The plotted curves of kinematic data include the
average results from six gait cycles.

Results
Thirty-two patients with ischemic stroke who met the inclusion criteria were enrolled. Of them, 31 participants completed
the study and were included in the �nal data analysis. A comparison of demographic and anthropometric data and FMA-
LE and BBS scores between the CT and tPNS groups before the intervention revealed no statistically signi�cant differences
(see Table 1).

Balance and lower motor function 

Compared with the data before the intervention, the data collected after the 3-week period of home- or community-based
rehabilitation revealed signi�cant differences in the FMA-LE scores and BBS scores in both the tPNS (p = .004 and .001,
respectively) and CT groups (p = .034 and .028, respectively). No signi�cant between-group differences in either score were
observed after the 3-week training period (see Table 2).

Spatiotemporal gait parameters 

Compared with the measures before training, the tPNS group exhibited signi�cant differences in the gait parameters of
opposite foot off, double support, stride length and walking speed after the 3-week training period. Additionally, post-hoc
pairwise comparisons revealed signi�cant differences between the tPNS and CT groups in terms of the opposite foot off
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(%) (11.42 ± 3.87 vs. 17.75 ± 10.13, p = .045) and opposite foot contact (%) values (42.21 ± 6.56 vs. 48.70 ± 5.97, p =
.017). No signi�cant changes in spatiotemporal gait parameters were observed within the CT group from before to after
the intervention (see Table 3). 

Kinematic parameters

In the tPNS group, signi�cant improvements were observed from before to after training in the average ankle angle in the
transverse plane (-9.32° vs. 2.28°) and foot progression angle in the frontal and transverse planes (-3.01° vs. 0.92°; -13.94°
vs. -9.42°, respectively) at the IC. No signi�cant differences in these parameters were observed within the CT group (see
Table 4). Similarly, only the tPNS group exhibited signi�cant improvements from before to after training in the average
ankle transverse peak during the stance and swing phases (-0.40° vs. 11.86°; -26.29° vs. -14.48°, respectively) and in the
maximum foot progression peak in the frontal and transverse planes (2.71° vs. 6.13°; -9.34° vs. -4.27°, respectively). A
statistically signi�cant difference in the maximum foot progression peak in the sagittal plane was observed between the
tPNS and CT groups after the intervention (see Table 5). 

Figures 2 and 3 show the average kinematic trajectories of the ankle joint and foot progression in three planes as
measured in healthy adults and participants with stroke in the tPNS and CT groups. Using the healthy adults as a baseline
reference, participants in the tPNS group exhibited marked improvements in the average kinematic trajectories in the
frontal and transverse planes after the intervention. 

Kinetic 

No signi�cant within-group differences were observed in the moment peak and ankle power peak in any plane after the
intervention. However, a signi�cant between-group difference was observed in the maximum ankle joint peak in the sagittal
plane after the intervention (see Table 6). Figures 4 and 5 show the average moment and power trajectories of the ankle
joint as measured in healthy adults and participants with stroke in the tPNS and CT groups, and both groups showed a
signi�cant decresing sagittal moment and power peak compare to healthy group. 

Discussion
This study aimed to explore the e�cacy and safety of tPNS for facilitating physiological ankle and foot movement in a
therapeutic setting, using changes in the participants’ mechanistic outcomes and kinematic and kinetic parameters. We
measured and analyzed the spatiotemporal gait parameters, ankle-foot joint angle in three planes and ankle joint moment
and power using a three-dimensional motion system in patients with chronic stroke who used a single-channel ES device
with a surface electrode over the peroneal nerve in home and community settings for 3 weeks, and observed changes in
their clinical motor and balance function. The results demonstrate that tPNS induced changes in these parameters from
before to after the training period.

Clinical outcome of balance and lower motor function. Studies have shown that a 4-week intervention in which foot drop
stimulation is delivered via a peroneal nerve stimulation device did not lead to signi�cant changes in the FMA-LE scores of
patients with chronic stroke patients relative to the scores of patients receiving CT [22, 29]. A study and systematic review
both observed a signi�cant increase in the BBS score but not the FMA-LE score [30, 31] . In contrast, our study showed an
improvement in both the FMA-LE and BBS scores within both groups from before to after training, but no signi�cant
difference between the tPNS and CT groups. This outcome may be due to the use of valid gait training individualized to
our study participants’ daily living environments and their good compliance with either the tPNS or CT protocol, as the
consideration of these patients from previous experimental subjects. 

Spatiotemporal gait parameters. Foot drop causes an ine�cient gait with asymmetrical parameters. Gait speed is an
important factor in an individual’s ambulation status and level of disability, and it has a signi�cant impact on the quality of
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life of stroke survivors, who must expend a large amount of energy to achieve a slow gait speed [25, 32, 33]. Accordingly,
increasing gait speed is the most frequently stated therapeutic goal, especially for community-dwelling individuals [11].
Our observation of a marked improvement in the average walking speed of the tPNS group is consistent with the outcomes
observed by She�er et al. and Bethoux et al. in studies of patients with chronic stroke [20,21]. In our study, participants in
the tPNS group also exhibited signi�cant improvements in the gait parameters of opposite foot off, double support, and
stride length after the 3-week training period, and these changes indicated a shift toward improved health. Other gait
parameters, such as cadence, step length, stride time, and step time, also improved after the intervention, although these
changes were not signi�cant. After a stroke, hemiplegic patients with foot drop tend to have a slower gait and to take more
and shorter steps within the same distance than healthy subjects. Patients with stroke also need more time during the
double support phase of the gait cycle to adjust their bodies and maintain balance. The increased walking speed in our
study may be due to improvements in the mutual effects of improvements in other parameters. We note that although we
observed no signi�cant differences in spatiotemporal gait parameters within the CT group over time, seven of the �fteen
participants exhibited declines in these parameters.

Kinematic and kinetic parameters. The tPNS is used with the intent to increase dorsi�exion during the IC and swing phases
and pronation and supination of foot progress in the gait cycle. Our study focused on ankle–foot kinematic and kinetic
parameters in three planes and the effectiveness of tPNS device for the rehabilitation of patients with stroke in a home-
based environment. During a gait cycle, the IC signals the leg to prepare for the loading response [22]. We observed
signi�cant differences in the average IC of the ankle and in the foot progression angle in both the transverse and frontal
planes, but did not observe signi�cant differences in the sagittal plane for either the ankle or the foot. The results of our
ankle dorsi�exion performance analysis were not in accordance with those of implantable peroneus nerve stimulator and
FES in previous studies[15, 16, 25, 34]. For example, Lynne et al. showed a decrease in ankle dorsi�exion during the swing
phase after a 12-week course of peroneal nerve stimulation [35]. Our study showed an increasing curve peak during the
swing phase. This may have occurred in our study participants from discharge patients because, despite the lack of
innervation and training of the eversion muscle, FES acted on and trained the dorsi�exion tibialis anterior muscle in the
hospital stage in accordance with the overstimulation principal, leading to introversion of ankle joint dorsi�exion during
walking. A lack of dorsi�exion can also result in a secondary malposition, wherein the patient prefers to lift the pelvis and
lower extremity on the affected side to step forward, causing a circumduction gait pattern with ankle–foot abduction at the
IC through the heel or the full foot. The tPNS device stimulates the peroneal nerve through surface skin electrodes to
produce contraction of the associated muscles (musculi tibialis anterior, peronei, extensor digitorum longus and extensor
hallucis longus), inducing a change in the ankle–foot joint position during the stance and swing phases. Similar results
were also observed in the ankle and foot progression angle peak in three planes during the stance and swing phases.
Finally, our study attempted to explore whether tPNS or conventional home-based rehabilitation affects the moment and
power of the ankle joint and the moment of foot progress. No signi�cant differences in these parameters were observed
between the tPNS and CT groups in this study after the 3-week training period. Possibly, the intervention was too short to
demonstrate an effect; however, the short duration of training was chosen with consideration of medical insurance
availability. Studies have explained that long-term tPNS usage improves gait performance through the central and
peripheral neural mechanisms of increasing oxidative capacity and microcapillary number; at the muscle level, it leads to a
restoration of the �ber type, increasing muscular strength and kinematic and kinetic gait parameters in patients after
stroke [17, 19, 22]. A 3-week training period may not be su�cient to induce positive changes in the weak dorsi�exors and
evertors of the ankle, which would explain the lack of signi�cant differences in moment and power. 

 

Limitations

This study has some limitations of note. First, the duration of tPNS therapy was fairly short, lack of follow-up after
therapeutic effect and a large sample size. Second, we only recorded some kinematic and kinetic parameters but did not
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obtain electromyography recordings of the lower limb muscles, dynamometric measures of objective muscle strength or
functional brain imaging data. Finally, the study staff could not determine that the patients were compliant with the
instructions to wear the device. Therefore, future studies should increase the length of the intervention; include additional
assessments such as electromyography, muscle strength measurement and brain function analyses; and recruit a larger
sample for a study with a randomized controlled design. Such changes might enable a better analysis and more detailed
understanding of the outcomes and reveal the true effectiveness of tPNS for the rehabilitation of patients with stroke in
terms of the ankle–foot drop and inversion. 

Conclusion
The results of this study suggest that tPNS training and conventional home-based rehabilitation are equally effective for
improving clinical motor and balance in patients with chronic stroke. However, tPNS appears to have superior effects on
spatiotemporal gait parameters and the ankle–foot angle. These results demonstrate the promise of tPNS, and this
information may help to enhance guidelines for home-based rehabilitation training services. It may also enable patients or
their family members to choose a suitable commercially available device for rehabilitation. However, future studies in this
area should include a larger sample and longer duration of intervention.
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AFO ankle–foot orthosis

ES electrical stimulation

NMES neuromuscular electrical stimulation

FES functional electrical stimulation

tPNS transcutaneous peroneal nerve stimulator

FMA-LE Fugl–Meyer Assessment of Lower Extremity
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BBS Berg Balance Assessment Scale

IC initial contact

Declarations
Ethics approval and consent to participate

This study was approved by the Human Subjects Ethics Subcommittee of the First A�liated Hospital, Sun Yat-Sen
University, China. Written consent was obtained from all participants before the experiment.

Consent for publication

All participants provided written consent using an institutional consent form before the experiment.

Availability of data and materials

The datasets used and/or analyzed during this study are available from the corresponding author on reasonable request.



Page 9/16

Competing interests

The authors declare that there are no con�icts of interest regarding the publication of this paper.

Funding

This study was funded by the National Key Research and Development Program of China (2020YFC2004300,
2020YFC2004304) and by the 5010 Planning Project of Sun Yat-Sen University of China (No.2014001).

Authors’ contributions

YRM and DFH designed the study. JLZ and YL cecruited the participants and provided training instruction. YRM, MJB and
JLZ captured the gait data and three-dimensional data. RHB assessed the clinical scales. YRM, WLA, MJB and DFH
interpreted the data and drafted the manuscript. All authors read and approved the �nal manuscript.

Acknowledgments

Not applicable.

References
 [1]. Kyu, H.H., et al., Global, regional, and national disability-adjusted life-years (DALYs) for 359 diseases and injuries and
healthy life expectancy (HALE) for 195 countries and territories, 1990–2017: a systematic analysis for the Global Burden
of Disease Study 2017. The Lancet, 2018. 392(10159): p. 1859-1922.

 [2]. Wang, Y., et al., Secular trends of stroke incidence and mortality in China, 1990 to 2016: The Global Burden of Disease
Study 2016. J Stroke Cerebrovasc Dis, 2020. 29(8): p. 104959.

 [3]. Magdon-Ismail, Z., et al., Factors associated with 1-year mortality after discharge for acute stroke: what matters? Top
Stroke Rehabil, 2018. 25(8): p. 576-583.

 [4]. Jorgensen, H.S., et al., Recovery of walking function in stroke patients: the Copenhagen Stroke Study. Arch Phys Med
Rehabil, 1995. 76(1): p. 27-32.

 [5]. Murray, C.J., et al., Disability-adjusted life years (DALYs) for 291 diseases and injuries in 21 regions, 1990-2010: a
systematic analysis for the Global Burden of Disease Study 2010. Lancet, 2012. 380(9859): p. 2197-223.

 [6]. Lin, P.Y., et al., The relation between ankle impairments and gait velocity and symmetry in people with stroke. Arch Phys
Med Rehabil, 2006. 87(4): p. 562-8.

 [7]. Brandstater, M.E., et al., Hemiplegic gait: analysis of temporal variables. Arch Phys Med Rehabil, 1983. 64(12): p. 583-
7.

 [8]. Yang, Y., et al., Effects of neuromuscular electrical stimulation on gait performance in chronic stroke with inadequate
ankle control - A randomized controlled trial. PLOS ONE, 2018. 13(12): p. e0208609.

 [9]. Patterson, K.K., et al., Evaluation of gait symmetry after stroke: A comparison of current methods and
recommendations for standardization. Gait & Posture, 2010. 31(2): p. 241-246.

[10]. Mendes, L.A., et al., Motor neuroprosthesis for promoting recovery of function after stroke. Cochrane Database of
Systematic Reviews, 2020. 2020(1): p. CD012991.

[11]. Winstein, C.J., et al., Guidelines for Adult Stroke Rehabilitation and Recovery. Stroke, 2016. 47(6): p. e98-e169.



Page 10/16

[12]. Prenton, S., et al., Functional electrical stimulation and ankle foot orthoses provide equivalent therapeutic effects on
foot drop: A meta-analysis providing direction for future research. Journal of Rehabilitation Medicine, 2018. 50(2): p. 129-
139.

[13]. Mulroy, S.J., et al., Effect of AFO Design on Walking after Stroke. Prosthetics & Orthotics International, 2010. 34(3): p.
277-292.

[14]. Given, J.D., J.P. Dewald and W.Z. Rymer, Joint dependent passive stiffness in paretic and contralateral limbs of
spastic patients with hemiparetic stroke. J Neurol Neurosurg Psychiatry, 1995. 59(3): p. 271-9.

[15]. Daniilidis, K., et al., Does a foot-drop implant improve kinetic and kinematic parameters in the foot and ankle?
Archives of Orthopaedic and Trauma Surgery, 2017. 137(4): p. 499-506.

[16]. Kottink, A.I.R., et al., Effects of an implantable two-channel peroneal nerve stimulator versus conventional walking
device on spatiotemporal parameters and kinematics of hemiparetic gait. Journal of rehabilitation medicine, 2012. 44(1):
p. 51-7.

[17]. Everaert, D.G., et al., Does functional electrical stimulation for foot drop strengthen corticospinal connections?
Neurorehabil Neural Repair, 2010. 24(2): p. 168-77.

[18]. Chipchase, L.S., S.M. Schabrun and P.W. Hodges, Peripheral electrical stimulation to induce cortical plasticity: A
systematic review of stimulus parameters. Clinical Neurophysiology, 2011. 122(3): p. 456-463.

[19]. Gandolla, M., et al., The Neural Correlates of Long-Term Carryover following Functional Electrical Stimulation for
Stroke. Neural Plasticity, 2016. 2016: p. 1-13.

[20]. LIBERSON, W.T., et al., Functional electrotherapy: stimulation of the peroneal nerve synchronized with the swing phase
of the gait of hemiplegic patients. Arch Phys Med Rehabil, 1961. 42: p. 101-5.

[21]. Pereira, S., et al., Functional Electrical Stimulation for Improving Gait in Persons With Chronic Stroke. Topics in Stroke
Rehabilitation, 2014. 19(6): p. 491-498.

[22]. She�er, L.R., et al., Spatiotemporal, Kinematic, and Kinetic Effects of a Peroneal Nerve Stimulator Versus an Ankle
Foot Orthosis in Hemiparetic Gait. Neurorehabilitation and Neural Repair, 2013. 27(5): p. 403-410.

[23]. Bethoux, F., et al., Long-Term Follow-up to a Randomized Controlled Trial Comparing Peroneal Nerve Functional
Electrical Stimulation to an Ankle Foot Orthosis for Patients With Chronic Stroke. Neurorehabilitation and Neural Repair,
2015. 29(10): p. 911-922.

[24]. Hachisuka, K., et al., Clinical effectiveness of peroneal nerve functional electrical stimulation in chronic stroke patients
with hemiplegia (PLEASURE): A multicentre, prospective, randomised controlled trial. Clinical Rehabilitation, 2021. 35(3): p.
367-377.

[25]. Jaqueline Da Cunha, M., et al., Functional electrical stimulation of the peroneal nerve improves post-stroke gait speed
when combined with physiotherapy. A systematic review and meta-analysis. Annals of Physical and Rehabilitation
Medicine, 2021. 64(1): p. 101388.

[26]. Fugl-Meyer, A.R., et al., The post-stroke hemiplegic patient. 1. a method for evaluation of physical performance. Scand
J Rehabil Med, 1975. 7(1): p. 13-31.

[27]. Berg, K.O., et al., Clinical and laboratory measures of postural balance in an elderly population. Archives of physical
medicine and rehabilitation, 1992. 73(11): p. 1073.



Page 11/16

[28]. Berg, K.O., et al., Measuring Balance in the Elderly: Validation of an Instrument. Canadian journal of public health,
1992. 83: p. S7-S11.

[29]. Kluding, P.M., et al., Foot Drop Stimulation Versus Ankle Foot Orthosis After Stroke. Stroke, 2013. 44(6): p. 1660-1669.

[30]. Bethoux, F., et al., The Effects of Peroneal Nerve Functional Electrical Stimulation Versus Ankle-Foot Orthosis in
Patients With Chronic Stroke. Neurorehabilitation and Neural Repair, 2014. 28(7): p. 688-697.

[31]. Dunning, K., et al., Peroneal Stimulation for Foot Drop After Stroke. American Journal of Physical Medicine &
Rehabilitation, 2015. 94(8): p. 649-664.

[32]. Kramer, S., et al., Energy Expenditure and Cost During Walking After Stroke: A Systematic Review. Archives of physical
medicine and rehabilitation, 2016. 97(4): p. 619-632.e1.

[33]. Beyaert, C., R. Vasa and G.E. Frykberg, Gait post-stroke: Pathophysiology and rehabilitation strategies.
Neurophysiologie clinique = Clinical neurophysiology, 2015. 45(4-5): p. 335-55.

[34]. Lee, Y., et al., Functional electrical stimulation to ankle dorsi�exor and plantar�exor using single foot switch in patients
with hemiplegia from hemorrhagic stroke. Annals of rehabilitation medicine, 2014. 38(3): p. 310-6.

[35]. She�er, L.R., et al., Surface Peroneal Nerve Stimulation in Lower Limb Hemiparesis. American Journal of Physical
Medicine & Rehabilitation, 2015. 94(5): p. 341-357.

Tables
Table 1 Demographic characteristics including means (standard deviation)

Demographics Normal

X(SD)

tPNS

X(SD)

CT

X(SD)

P

Affected side (left number)

Days of post ischemic

/

/

16(9)

19.80(5.86)

15(8)

19.73(4.11)

 

.973

Sex ( female number) 16(3) 16(3) 15(3)  

Age(y) 57.94(6.88) 52.25(9.21) 54.80(10.64) .213

Height(mm) 1631.88(61.67) 1663.13(74.54) 1648.67(67.39) .143

Body weight(kg) 60.18(10.59) 67.33(10.09) 65.49(10.48) .437

Leg length(mm_ 825.94(36.93) 847.81(50.29) 830.67(65.27) .462

Knee width(mm) 103.13(8.72) 100.94(8.41) 100.33(7.67) .615

Ankle wwidth(mm) 71.81(6.44) 72.81(5.15) 74.06(7.25) .614

P Value for tPNS and CT comparison.

 

Table 2 : motor function of lower extremity and balance for tPNS group and CT group
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Demographics       tPNS

X(SD)

      CT

X(SD)

Between-group

difference

FMA-LE (pre)

FMA-LE (post)

25.4(5.21)

26.56(4.82)*

26.00(4.97)

26.93(5.26)*

.706

.967

Berg(pre) 48.47(4.27) 45.67(7.23) .210

Berg(post) 51.6(3.68)* 49.47(4.50)* .159

*P<.05 for within group comparison.

 

Table 3 Spatiotemporal parameters for normal, tPNS, and CT group

Spatiotemporal
parameters

Normal

X(SD)

tPNS

X(SD)

Pre-training  Post-training

P CT

X(SD)

Pre-training  Post-training

P  

Cadence(steps/min)

Stride time(s)

Opposite foot off(%)

Opposite foot
contact(%)

Step time(s)

Single support(s)

105.49(10.34)

1.15(0.11)

10.79(2.01)

49.69(1.38)

0.58(0.06)

0.45(0.04)

71.94(15.98)

1.77(0.46)

15.47(7.15)

43.89(5.72)

1.01(0.35)

0.48(0.08)

78.44(17.41)

1.63(0.46)

11.42(3.87)*

42.21(6.56)*

0.96(0.37)

0.48(0.09)

.056

.130

.010

.221

.506

.813

76.73(18.31)

1.68(0.51)

16.46(6.32)

46.04(4.75)

0.92(0.33)

0.48(0.13)

77.72(18.78)

1.68(0.52)

17.75(10.13)

48.70(5.97)

0.85(0.24)

0.49(0.09)

.713

.986

.634

.163

.290

.715

Double support(s) 0.26(0.04) 0.61(0.36) 0.49(0.09) .043 0.58(0.36) 0.57(0.40) .904

Foot off(%) 61.34(1.79) 60.40(7.45) 58.95(6.62) .071 62.05(6.18) 62.73(6.81) .430

Stride length(m) 1.07(0.10) 0.70(0.29) 0.78(0.24) .017 0.73(0.26) 0.74(0.25) .607

Step length(m) 0.53(0.05) 0.37(0.17) 0.41(0.11) .060 0.37(0.12) 0.39(0.12) .129

Walking speed(m/s) 0.95(0.13) 0.44(0.25) 0.53(0.23) .001 0.49(0.26) 0.50(0.24) .568

* sigini�cant difference between two groups comparison at post-training.

 

Table 4 kinematic result with three groups at three planes
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Kinematic
parameters(o)

Normal

X(SD)

tPNS

X(SD)

Pre-training   Post-training

P CT

X(SD)

Pre-training   Post-training

P  

ankle IC

   sagittal

   frontal

  transverse

Foot IC

 

-7.12(5.18)

-0.17(1.11)

2.21(12.86)

 

-4.45(5.64)

0.83(3.51)

-9.32(17.08)

 

-2.94(7.71)

-0.64(2.95)

2.28(11.02)

 

.364

.195

.021

 

-3.77(6.87)

2.08(3.38)

-14.23(17.29)

 

-3.29(4.68)

0.70(4.30)

-9.14(23.91)

 

.795

.097

.345

   sagittal    -93.46(6.02) -89.11(9.51) -83.69(21.16) .291 -91.64(5.12) -90.82(6.80) .731

   frontal 4.47(3.64) -3.01(6.46) 0.92(4.21) .009 -1.76(4.88) -4.98(17.51) .531

  transverse -11.37(5.98) -13.94(9.90) -9.42(5.48) .050 -14.57(9.65) -14.75(9.37) .888

 

Table 5 ankle and foot progress angle peak at stance phase and swing phase

Kinematic
parameters(o)

Normal

X(SD)

tPNS

X(SD)

Pre-training   Post-training

   P CT

X(SD)

Pre-training   Post-training

P  

ankle SPmax

   sagittal

   frontal

   transverse

ankle SPmin

 

9.30(4.62)

1.66(2.04)

9.20(11.73)

 

12.29(7.57)

5.20(4.90)

-0.40(18.12)

 

14.57(6.87)

2.80(4.00)

11.86(11.76)

 

.134

.132

.023

 

13.11(5.88)

4.35(4.04)

-5.26(16.19)

 

14.88(3.54)

3.20(4.21)

0.15(24.85))

 

.264

150

.334

   sagittal    -17.17(7.03) -8.76(5.74) -5.91(7.95) .113 -8.14(7.80) -6.58(5.08) .452

   frontal -0.93(1.24) -1.14(4.28) -2.61(3.05) .283 0.66(2.89) -1.17(5.00) .066

   transverse -14.16(12.49) -26.29(18.86) -14.48(15.09) 039 -26.51(15.95) -21.09(22.03) .258

foot progress
SPmax

             

   sagittal -20.15(8.90) -53.32(16.08) -66.84(25.59)* .101 -49.18(15.13) -48.06(17.57) .695

   frontal 8.25(3.72) 2.71(6.03) 6.13(3.75) .032 4.64(3.92) 2.00(16.42) .605

   transverse -3.73(6.01) -9.34(10.44) -4.27(5.66) .046 -8.38(7.97) -9.28(8.72) .523

foot progress
SPmin

             

   sagittal    -101.56(6.74) -99.58(6.04) -90.79(20.06) .148 -99.56(11.77) -97.28(7.90) .602

   frontal -1.43(2.56) -9.31(6.83) -7.35(5.31) .211 -8.13(6.34) -9.57(17.97) .771

   transverse -18.76(6.25) -26.01(13.70) -22.20(8.07) .247 -25.27(11.21) 25.65(12.42) .858
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Table 6 ankle moment peak at stance phase and swing phase and power peak at stance phase

Kinetic parameters(N·m/kg,
W/kg))

Normal

X(SD)

tPNS

X(SD)

Pre-training   Post-
training

P CT

X(SD)

Pre-training   Post-
training

P

ankle SPmax

   sagittal

   frontal

   transverse

ankle SPmin

 

1.202(0.28)

0.10(0.10)

0.09(0.05)

 

0.73(0.27)

0.51(0.38)

0.11(0.05)

 

0.80(0.36)*

0.55(0.40)

0.13(0.08)

 

.460

.622

.372

 

0.97(0.57)

0.44(0.45)

0.13(0.08)

 

1.01(0.32)

0.42(0.42)

0.11(0.09)

 

.783

.792

.481

   sagittal    -0.15(0.09) -0.54(0.46) -0.45(0.32) .478 -0.56(0.50) -0.43(0.53) .165

   frontal -0.18(0.12) -0.08(0.09) -0.05(0.06) .257 -0.10(0.13) -0.16(0.210 .323

   transverse -0.06(0.05) -0.08(0.05) -0.08(0.06) .844 0.06(0.05) -0.08(0.11) .394

Ankle power              

   SPmax

   SPmin

2.76(0.94)

-0.70(0.28)

0.61(0.46)

-0.78(0.52)

0.74(0.55)

-0.85(0.66)

.335

.699

0.97(0.78)

-0.61(0.57)

0.92(0.61)

-0.68(0.34)

.722

.618

P<.05 for within group comparison, *signi�cant difference between two groups comparison at post-training.

Figures

Figure 1

a) tPNS device, b) stroke patients wearing the tPNS, and c) and d) three-dimensional data capture
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Figure 2

ankle joint kinematic curve, a) sagittal plane, b) frontal plane, c) transverse plane

Figure 3

foot progress kinematic curve, a) sagittal plane, b) frontal plane, c) transverse plane

Figure 4

ankle join kinetic curve, a) sagittal plane, b) frontal plane, c) transverse plane
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Figure 5

ankle joint power


