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Abstract 10 

Hitherto, research on the fluid-structure coupling of coronary stents has mostly considered the state 11 

after stent expansion following implantation. However, the factors and how they affect stent 12 

expansion are as yet, unclear. To further investigate stent expansion, this paper proposes a model 13 

combining balloon, stent, and blood using Solidworks. Thereafter, a co-simulation using ANSYS 14 

Workbench is implemented using the methods of finite element and finite volume, to analyze 15 

bidirectional fluid-structure coupling during the expansion of a balloon-expandable stent, for 16 

periodically varying blood loads. By comparing the blood flow rate in the vessel, pressure on the 17 

endovascular wall, and the pressure and stress on the stent system at different points in time, it can be 18 

seen that the higher the blood flow rate, the greater the pressure on the endovascular wall and stent 19 

system. Furthermore, the larger the volume of the implant, the greater the maximum blood flow rate 20 

and maximum pressure on the endovascular wall, and the more drastic the change along the axis. In 21 

summary, the results of the present study indicate that the stent expansion process has a significant 22 

effect on the blood flow rate and pressure on the vascular wall; however, the impact of blood load on 23 

stent stress can be ignored. 24 

1 Introduction 25 

Coronary heart disease is characterized by the narrowing or blockage of coronary artery lumina due 26 

to atherosclerotic lesions and is currently one of the most common diseases affecting human health 27 

(Lim et al.,2007; Koens et al.,2015). In recent years, coronary stent interventions have been 28 

considered to be important in the treatment of coronary heart disease, since they are deemed as being 29 

very safe and are associated with less trauma than other interventions(Zhang and Liu,2007; Wei et 30 

al.,2010; Wu et al.,2014). The expansions of coronary stents following their deployment often 31 

adversely affect the hemodynamics of patients. In recent years, the interactions between stent 32 

expansion and hemodynamics, and the resulting impact on the human body have become the focus of 33 

several studies (Qiao and Zeng, 2013; He and Lin, 2015;Bukač  et al.,2016; Jiang et al.,2016;Wang et 34 

al.,2017; Jang et al.,2018). Computer-based simulation techniques to guide clinical treatment increase 35 

the accuracy and efficiency of clinical treatments, and have become one of the most effective 36 
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approaches in solving real problems in clinical medicine (Zhang et al.,2000). Among them, 37 

numerical simulation is the main method used to study biofluid mechanics models.  38 

The state-of-the-art of studying the hemodynamics of coronary stent interventions involves three 39 

techniques: in vitro experiments, in vivo experiments, and numerical simulations. Natarajan et 40 

al.(2000) analyzed the effect of stents on blood flow in vessels for periodically changing blood flow 41 

rates, using experimental and finite element analysis methods. Ladisa et al. (2003) set up a coupling 42 

model of blood, coronary vessels, and stents, analyzed vascular wall shear stress and flow 43 

characteristics for stable blood flows, and the maximum diameter of coronary vessels. Seo et 44 

al.(2005) combined theoretical hemodynamics with finite element methods, to analyze the dynamics 45 

of blood flow through stents in both straight and curved blood vessels. However, due to 46 

computational limitations, most studies conducted at the time were based on theoretical derivations 47 

and in vivo experiments, and virtual reality simulations were greatly restricted.  48 

With rapid advances in computational technology and the continuous development of finite element 49 

methods, numerical simulation has become the primary method for studying coronary stents along 50 

with other investigations in biofluid mechanics. Bukač et al.(2016,2019) constructed a stent coupling 51 

model after expansion and used simulation techniques to show that the presence of a stent changes 52 

the flow pattern in a blood vessel, resulting in a separation and reattachment of blood flow due to 53 

obstruction by the stent, and the region of low shear stress thus generated promotes blood retention, 54 

which in turn, results in intravascular stent restenosis. Based on this research, they investigated fluid-55 

structure coupling behavior for four different types of stent expansion processes in a curved blood 56 

vessel model, to validate the curvature changes of applied stents. Moreover, Jayendirana et 57 

al.(2018,2019) applied a Ni-alloy stent with memory for repairing the aorta and analyzed the 58 

hemodynamic load on the stent during the repair process using fluid-structure coupling. Furthermore, 59 

Leea et al.(2020) established a composite model of blood, blood vessel, and stent, after the stent 60 

expansion process. Their model considered blood as an external load on the stent surface, simulated 61 

unidirectional coupling of the system during service, obtained pressure on the stent surface, and 62 

assessed its mechanical properties. Hitherto most research on stent system hemodynamic 63 

characteristics have only considered stents in service in a fully expanded state with no further 64 

changes in geometry and position and with limited impact on blood flow. However, the stent 65 

expansion process, during which the geometry of a stent changes in real-time and has a significant 66 

impact on the periodically changing blood flow, requires further investigation.  67 

The main contribution of this study is the proposition of a model combining a balloon, stent, and 68 

blood, using Solidworks software. Thereafter, a co-simulation approach is presented using finite 69 

element and finite volume methods to investigate the fluid-structure coupling of a balloon-70 

expandable coronary stent subjected to a periodically changing blood load during the stent expansion 71 

process. The blood flow rate and the pressure of the blood on both the stent and vascular wall during 72 

the period of research were obtained. Furthermore, the distribution of blood in the stenotic artery in 73 

the presence of an expanding stent was compared to that without an implant over the same temporal 74 

cycle. The pressure on the stent system due to the impact of a blood load and the stress distribution of 75 

the stent during the stent expansion process were also analyzed. From these studies on the changes in 76 

blood flow due to stent expansion, a reference and guide for the clinical and surgical treatment of 77 

coronary heart disease can be developed.  78 

2 Materials and Methods 79 

2.1 Geometric model 80 
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To address the research challenges described above, a balloon-expandable stent system model 81 

consisting of a balloon, stent, and blood vessel, was built using the Solidworks 2020 3D modeling 82 

platform (see Figure 1). The elements of the model were assembled and then imported into the finite 83 

element simulation platform Ansys 2020 R2 for further analysis(Shi et al.,2015). The model for the 84 

stent consisted of four groups of sinusoidal-shaped support rings and three sets of straight bridge 85 

strips (see Figure 2), that have the advantages of providing better radial support and retraction 86 

rates(Timmins et al.,2017). The inner and outer diameters of the stent were 3.3 mm and 3.6 mm, 87 

respectively. The thickness of the stent was 0.15 mm with an axial length of 7.72 mm. Each support 88 

ring had a length of 2.05 mm, while the length of the bridge strip was 1.67 mm. The balloon was 89 

modeled as a thin-walled cylindrical shell with a thickness of 0.01 mm and an outer diameter of 3.3 90 

mm, to fit within the inner diameter of the stent. The blood vessel was modeled as an axially 91 

asymmetric segmented cylinder with a total length of 28 mm with a maximum diameter of 6 mm and 92 

a minimum diameter of 5 mm. To account for blockages in the blood vessel, a model with a local 93 

narrowing was built to simulate the effect of plaque on blood flow. Within the blood flow model, 94 

Boolean operations were implemented to remove the corresponding parts of the balloon and stent, 95 

with the remaining portion being the fluid model investigated in this study.  96 
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 97 

Figure 1 A combined model of the balloon, stent, and blood vessel. 98 

 99 

Figure 2 Model of the stent. 100 

2.2 Material characteristics 101 

The material for the stent used in this study was degradable magnesium alloy(Zheng et al.,2017), 102 

which was simulated as a bilinear elastoplastic material (Li et al.,2018). The Mooney-Rivlin 2 103 

parameters for the balloon were those of a superelastic material (Li et al.,2012) with properties as 104 

listed in Table 1. Blood was assumed to be an incompressible Newtonian fluid with a density ρ = 105 

1,050 kg /m3 and a coefficient of viscosity of μ = 0.0035kg•m•s. 106 
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 108 

Table 1 Material characteristics of the stent and balloon.  109 

Structure Material 
Material 

model 

Elastic 

Modulus 

MPa 

Poisson’s 
ratio 

Density 

mg/mm3 

Yield limit 

GPa 

stent  
magnesium 

alloy 

bilinear 

isotropic 

45000 0.35 1.8 0.193 

balloon  membrane 
hyper 

elastic 

C10 = 1.060 

C01 = 0.114 

0.49 1.07  

 110 

2.3 Meshing and data transfer 111 

The mesh used for the model was divided into two parts, i.e., a solid mesh and a fluid mesh. The 112 

stent and balloon were modeled using the solid mesh with the unit type being SOLID186. The unit 113 

size for the balloon portion was 0.1 mm, and the unit size for the stent portion was 0.05 mm (see 114 

Figure 3(A)). Blood was modeled using the fluid mesh with an overall size of 1.0 mm and a local 115 

size of 0.05 mm at the stent and balloon portions of the model (see Figure 3(B)). The coupled system 116 

was computed using the Workbench 2020 R2 platform, in which the solid mesh of the balloon and 117 

stent was calculated in the Transient Structural module, and the fluid mesh of blood was computed in 118 

the Fluent module, with the data from both being exchanged using a system coupler named ‘System 119 

Coupling’. Additionally, the interface for data transfer was the outer surface of the stent and balloon, 120 

and the inner surface of the blood vessel.  121 

 122 

Figure 3 Meshes for the balloon-expandable stent (A) and blood (B). 123 

2.4 Boundary conditions and load application 124 
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To conform the model to the dynamics of the real situation, the following boundary conditions were 125 

set: the solid portion had a cylindrical coordinate system with the axis along the centerline of the 126 

balloon and stent which limited the axial and tangential displacements of the balloon to the 127 

cylindrical coordinate system. Likewise, the axial and tangential displacements of the six vertices of 128 

the support rings in the middle of the stent were also limited to the cylindrical coordinate system. The 129 

boundary conditions were set for the fluid portion as follows: since the blood flow in the human body 130 

has periodic peaks and troughs(Cebral et al.,2011), the period of the blood flow was set as T = 0.8 s 131 

with an average blood flow velocity of v0 = 0.1 m/s. Moreover, the blood flow velocity at the 132 

entrance was simulated as a sinusoidal function: 𝑣 =  0.1 + 0.07sin (7.85𝑡)(m/s) and the relative 133 

pressure at the outlet was set as P0 = 50 Pa with an inhibiting backflow function. Besides, the portion 134 

of blood in contact with the solid part of the model was set as a fluid-structure coupling interface, 135 

controlled by the active expansion of the stent and balloon. The outer surface of the blood was 136 

considered to be static. The entire simulation process lasted 4s, during which the stent underwent a 137 

radial expansion of 0.6 mm from its original size to the inner diameter of the vascular wall. During 138 

this process, the blood flow incurred 5 cyclic changes.  139 

2.5 Solutions and configurations 140 

This paper discusses the bidirectional fluid-structure coupling problem during the stent expansion 141 

process and incorporates the Transient Structural and Fluent modules mentioned earlier. Finite 142 

element methods have been used for the Transient Structural module. Due to large deformations and 143 

significant changes to the stiffness matrix, the theory of large deformation was used for the 144 

computational process. Besides, the Newton-Raphson method was used to iterate the nonlinear 145 

equation. Based on the actual situation, the inertial effect was not considered, and the entire loading 146 

process used a quasi-static method. In the Fluent module, finite volume methods were used to study 147 

incompressible fluids, whose integral control equation is shown in equation (1) below:  148 𝛛𝐔𝐈𝐉𝛛𝐭 + 𝟏𝛀𝐈𝐉 ∮ 𝐅 ∙ 𝐧 𝐝𝐬 − 𝟏𝛀𝐈𝐉 ∮ 𝐅𝐯 ∙ 𝐧 𝐝𝐬 =  𝟎 149 

where 
1𝛺𝐼𝐽 ∮ 𝐹 ∙ 𝑛 𝑑𝑠 represents inviscid flux, 

1𝛺𝐼𝐽 ∮ 𝐹𝑣 ∙ 𝑛 𝑑𝑠 =  0 represents viscous flux, and 
𝜕U𝐼𝐽𝜕𝑡  150 

represents the residual fluid. Moreover, 𝑈𝐼𝐽  =  1𝛺𝐼𝐽 ∬ 𝑈 𝑑𝑉, represents the average values of mass 151 

and momentum. A pressure-based coupled solver named ‘Coupled’ was used to solve both the 152 

continuity and momentum equations, and the discretization gradient used for interpolation was 153 

obtained using the least-squares method. 154 

3 Results 155 

3.1 Blood flow rate and distribution 156 

The second cycle (0.8~1.6 s) of blood flow is studied in this section. To obtain representative results, 157 

streamline diagrams for the blood flow rate at the initial time (0.8 s), peak time (1.0 s), and the trough 158 

time (1.4 s) have been analyzed (see Figure 4). Simultaneously, to study the effect of the stent system 159 

on the blood flow rate and distribution, a stent-free blood vessel subjected to the same conditions was 160 

used as the control group for the simulations (see Figure 5). Blood flow rate data was calculated at 20 161 

time-points distributed evenly over 0.8~1.6s to obtain a line chart showing the trend of the maximum 162 

flow rate with and without implants (see Figure 6).  163 
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 164 

Figure 4 Blood flow velocity streamline diagram during stent expansion at t = 0.8 s(A), 1.0 165 

s(B), and 1.4 s(C). 166 

 167 

Figure 5 Blood flow velocity streamline diagram without stent at t = 0.8 s(A), 1.0 s(B), and 168 

1.4 s(C). 169 
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 170 

Figure 6 Inlet blood flow rate, and maximum blood flow rate with and without implant at 171 

0.8~1.6s. 172 

It can be seen from Fig. 4 that the maximum blood flow rate at the vascular stenosis at each time 173 

point is about 4 times that at the entrance due to the presence of the balloon and stent. Moreover, the 174 

blood flow is disturbed over a small region downstream of the implant but returns to a normal 175 

streamline flow thereafter. Comparing Figure 4 and Figure 5 shows that for a given time point with 176 

the same inlet blood flow rate, the maximum blood flow rate at the stenosis is significantly increased 177 

in the presence of the balloon and stent. At the initial and peak time points, the maximum flow rate at 178 

the stenosis is twice that without the implant when the blood flow rate is larger. From Figure 6 it is 179 

observed that the maximum blood flow rate is consistent at the entrance, with or without an implant. 180 

3.2 Pressure on endovascular wall 181 

Changes in blood flow rates affect the pressure on endovascular walls, which in turn, affect the 182 

internal environments of blood vessels and have a direct impact on human health. To further 183 

investigate these effects, a cloud diagram of the pressure on a vascular wall at the initial time (0.8 s), 184 

peak time (1.0 s), and trough time (1.4 s) of the second cycle has been analyzed in this section (see 185 

Figure 7). Also, to study the effects of the stent system on vascular wall pressure, the corresponding 186 

pressure on a vascular wall without a stent for the same conditions was used as the control during the 187 

computational process (see Figure 8). To explore the trends in vascular wall pressures, the pressures 188 

were calculated at 20 time-points distributed evenly during 0.8~1.6 s to obtain a line chart of the 189 

maximum pressure with and without implants (see Figure 9). 190 
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 191 

Figure 7 Pressure distributions at the endovascular wall during stent expansion at t = 0.8 s(A), 192 

1.0 s(B), and 1.4 s(C). 193 

 194 

Figure 8 Pressure distributions at the endovascular wall at t = 0.8 s(A), 1.0 s(B), and 1.4 s(C) 195 

without stent. 196 
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 197 

Figure 9 Maximum pressure on the endovascular wall during 0.8~1.6 s with and without 198 

implant  199 

 200 

It can be seen from Figure 7 that the maximum pressure of blood on the vascular wall increases as the 201 

blood flow rate increases, which also leads to an increase in the pressure gradient, and the pressure 202 

along the axis of the vascular wall drops rapidly. When the blood flow rate is high, a zone of negative 203 

pressure develops at the junction of the stenotic and non-stenotic regions of the blood vessel. A 204 

comparison of Figure 7 and Figure 8 shows that, for the same inlet blood flow rate, the presence of 205 

an implant can lead to a sharp increase in pressure on the vascular wall due to the modified blood 206 

flow. Moreover, this increase in endovascular wall pressure is of several orders of magnitude at the 207 

entrance and the stenotic region. Besides, Figure 9 shows that the trend of the maximum pressure on 208 

the endovascular wall is consistent with the trend of the blood load due to the implant. In the absence 209 

of an implant, the pressure on the endovascular wall is smaller, without any observable changes in 210 

the maximum pressure, due to a low blood flow rate.   211 

3.3 Pressure on stent system and stress distribution 212 

When flowing blood initially encounters an implanted stent, the resulting pressure generated on its 213 

surface causes the stent to expand. This expansion of the stent can also deform its structure and alter 214 

the internal stress. In this section, cloud diagrams of the pressure on the stent system at the initial 215 

time (0.8 s), peak time (1.0 s), and trough time (1.4 s) in the second cycle have been analyzed (see 216 

Figure 10). Also, the Von-Mises effective stress is obtained for the stent, from which the effect of the 217 

blood load on the internal force of the stent is evaluated (see Figure 11). The maximum, minimum, 218 

and average stress of the stent during 0.8~1.6 s are shown in Figure 12.  219 
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It can be seen from Figure 10 that the pressure of blood on the stent and balloon increases as the 220 

blood flow rate increases, and that the pressure gradient increases as well, while the pressure along 221 

the axis drops rapidly. This phenomenon is similar to the effect of blood pressure on the 222 

endovascular wall. Furthermore, the expansion distance of the stent is proportional to time. It can be 223 

seen from Figure 11 that, as time increases, the stent expansion becomes progressively larger, and 224 

that its internal stress increases accordingly. For the same time point, the maximum stress appears at 225 

the bend with the most change in the geometric angle, while the minimum stress appears at the 226 

straight bridge strip. Figure 12 shows that the maximum, minimum, and average stress of the stent 227 

are proportional to time, during the stent expansion process.  228 
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 229 

Figure 10 Pressure distribution of the stent system at t = 0.8 s(A), 1.0 s(B), and 1.4 s(C). 230 

 231 

Figure 11 Equivalent stresses of the stent at t = 0.8 s, 1.0 s, and 1.4 s. 232 
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 233 

Figure 12 Maximum, minimum, and average stresses of the stent during 0.8~1.6 s. 234 

 235 

3.4 Blood flow rate and endovascular wall pressure after maximum stent expansion 236 

In this section, the blood flow velocity distribution in the XOZ plane at t = 4s has been analyzed (see 237 

Figure 13 (A), (B)). Compared with Figure 4 the blood flow rate increases exponentially since most 238 

of the flow channel at the stenosis is occupied by the balloon and stent system. The blood flow rate 239 

decreases and is close to zero in the non-stenotic region downstream of the implant, as well as at the 240 

regions close to the interface of the stent system and the vascular wall. However, the corresponding 241 

pressures on the endovascular wall (see Figure 13 (C)), show a sharp increase at the entrance, and a 242 

sharp drop downstream of the stenotic region.  243 
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 244 

Figure 13 Blood flow velocity(A),(B) and vascular wall pressure(C) cloud diagrams at t = 4s. 245 

 246 

4 Discussion and conclusion 247 

This paper presents a simulation of the stent expansion process for a balloon-expandable coronary 248 

stent implanted for a vascular stenosis using finite element methods. The blood flow distribution and 249 

velocity in the vessel at t = 0.8 s, 1.0 s, and 1.4 s during the stent expansion process were analyzed. 250 

To obtain more accurate results, the blood flow distribution and velocity in a vessel without an 251 

implant was used as the control. The results show that at the same time point and the same inlet blood 252 

flow rate, the maximum blood flow rate at the stenosis increases significantly due to the effect of 253 

balloon and stent. Moreover, the blood flow in a small region downstream of the implant is disturbed 254 

and the blood flow returns to normal after passing through this region.  255 

Due to the effect of the blood flow rate and its distribution, the pressure distribution on the 256 

endovascular wall varies accordingly. By analyzing the cloud diagrams of the pressure on the 257 

endovascular wall at t = 0.8 s, 1.0 s, and 1.4 s, the following conclusions were drawn: as blood flow 258 

rate increases, the maximum pressure of blood on the endovascular wall increases, while the pressure 259 

drops rapidly along the axis of the vascular wall; due to the presence of an implant, the pressure on 260 

the endovascular wall changes sharply at both the entrance and the stenotic region.  261 

When the blood flow encounters the stent, pressure is generated on the surface of the stent. To 262 

analyze the mutual effects, cloud diagrams for the pressure on the stent system at t = 0.8 s, 1.0 s, and 263 

1.4 s have been analyzed and compared with the internal stress of the stent. The results show that the 264 

blood load produces a maximum pressure of hundreds of Pascals on the surface of the stent, but this 265 

pressure is 106 times different from the equivalent stress of several hundred MPa, at the same time 266 

point. Therefore, the internal stress analysis of the stent should first consider its geometric bends, 267 

where the maximum stress usually occurs. In the limiting condition, the blood load can be ignored 268 

when analyzing the internal stress of the stent.  269 
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The expansion of the balloon-stent system can affect the blood flow distribution in a vessel, which in 270 

turn affects the pressure on the endovascular wall. By comparing the blood flow distribution and 271 

pressure on the vascular wall at t = 0.8 s and t = 4.0 s, the following results were obtained: the more 272 

space the implant occupies, the faster the blood flow rate at the stenosis, and the greater the pressure 273 

on the vascular wall; the pressure on the vascular wall changes drastically along the axis of the blood 274 

vessel. Therefore, in the process of clinical stent implantation, the duration of the surgery should be 275 

shortened as much as possible to reduce the effects of the implant on the blood vessel, and the harm 276 

to the human body from the resulting elevation in blood pressure. In particular, for patients with 277 

arteriosclerosis and greater than normal calcification of blood vessel walls, the higher blood pressure 278 

resulting from stent implantation increases the risk of rupturing the vascular wall.  279 
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Figures

Figure 1

A combined model of the balloon, stent, and blood vessel.

Figure 2

Model of the stent.



Figure 3

Meshes for the balloon-expandable stent (A) and blood (B).

Figure 4

Blood �ow velocity streamline diagram during stent expansion at t = 0.8 s(A), 1.0 s(B), and 1.4 s(C).



Figure 5

Blood �ow velocity streamline diagram without stent at t = 0.8 s(A), 1.0 s(B), and 1.4 s(C).



Figure 6

Inlet blood �ow rate, and maximum blood �ow rate with and without implant at 0.8~1.6s.



Figure 7

Pressure distributions at the endovascular wall during stent expansion at t = 0.8 s(A), 1.0 s(B), and 1.4
s(C).

Figure 8



Pressure distributions at the endovascular wall at t = 0.8 s(A), 1.0 s(B), and 1.4 s(C) without stent.

Figure 9

Maximum pressure on the endovascular wall during 0.8~1.6 s with and without implant



Figure 10

Pressure distribution of the stent system at t = 0.8 s(A), 1.0 s(B), and 1.4 s(C).

Figure 11

Equivalent stresses of the stent at t = 0.8 s, 1.0 s, and 1.4 s.



Figure 12

Maximum, minimum, and average stresses of the stent during 0.8~1.6 s.



Figure 13

Blood �ow velocity(A),(B) and vascular wall pressure(C) cloud diagrams at t = 4s.


