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Abstract
Background

Light microscopy remains a standard method for the detection of malaria parasites in clinical cases but
training of staff to a WHO level 2 or higher requires considerable time. Moreover, excessive work�ow can
rapidly lead to fatigue and impact performance, even for a highly skilled technician. An automated
microscopy tool that can perform consistent, accurate diagnoses could be an effective aid in clinics with
limited access to highly skilled microscopists, where the daily number of cases are excessively high for
the number of available technicians or in multi-site studies where consistency between sites is essential.
The EasyScan GO is an automated scanning microscope combined with machine learning software
designed to detect malaria parasites in �eld-prepared Giemsa-stained blood �lms. This study evaluates
the performance of the EasyScan GO to determine its ability to detect, quantify and identify the species of
parasite present in Giemsa-stained blood �lms compared with expert light microscopy.

Methods

Travelers returning to the UK and testing positive for malaria parasite infection were screened for
eligibility and enrolled into the study. Surplus blood samples from enrolled patients were subsequently
used to make Giemsa-stained thick and thin slide smears that were assessed by expert light microscopy
and the EasyScan GO to determine parasite density and species. Blood samples were also assessed by
real time PCR and nested PCR (Snounou) to con�rm parasite density and species present and to resolve
any discrepancy between manual microscopy and the EasyScan GO.

Results

When compared to light microscopy, the EasyScan GO exhibited a sensitivity of 90% (95% CI: 82–95%)
and a speci�city of 89% (95% CI: 86–90%). Of the 95 samples labelled positive by both light microscopy
and the EasyScan GO, manual microscopy identi�ed 83 as Plasmodium falciparum (P. falciparum) and
12 as non-P. falciparum. The EasyScan GO correctly reported P. falciparum for 82 out of the 83 P.
falciparum samples and non-P. falciparum for 11 out of 12 non-P. falciparum samples. However, it failed
to distinguish between non-P. falciparum species, reporting all non-P. falciparum samples as P. vivax.
EasyScan GO calculated parasite densities were within +/-25% of the light microscopy densities for 33%
of samples between 200 and 2000 p/µL, falling short of WHO level 1 (expert) manual microscopy
competency (50% of samples should be within +/-25% of the true parasitaemia).

Conclusions

This study shows that the EasyScan GO can be pro�cient in detecting malaria parasites in Giemsa-
stained blood �lms relative to expert manual light microscopy and can accurately distinguish between P.
falciparum and non-P. falciparum species. Performance of the device at low parasite densities,
distinguishing between non-P. falciparum species and accurate quantitation of parasitaemias require
further development and evaluation. Nonetheless, the data shown here suggests that the EasyScan GO
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could provide assistance as a tool for malaria diagnosis in settings where work load is frequently higher
than manageable or where access to expert microscopy is di�cult.

Introduction
Current WHO estimations suggest that malaria is responsible for over 200 million infections annually, of
which approximately half a million cases lead to death (1). The disease is a signi�cant global burden,
particularly in regions of sub-Saharan Africa. Manual light microscopy is the gold standard method in a
clinical laboratory for the detection, quantitation and species identi�cation of malaria parasites
(Plasmodium spp.) and involves the reader examining multiple �elds of view (FOV) in both thick and thin
Giemsa-stained blood �lms (2, 3). Accuracy of manual microscopy is critically dependent on the skill of
the microscopist and is di�cult to standardize, since performance can be hampered by excessive
workload requiring high levels of concentration over many hours (4, 5). In these circumstances,
diagnostic quality can be compromised, leading to incorrect clinical management of cases. An increase
in false positive results means patients are being given unnecessary treatment with anti-malarial drugs,
whereas false negatives can lead to an increase in the provision of unnecessary anti-infective agents,
ongoing clinical symptoms, increased morbidity and possible death (6).

Automated malaria diagnosis systems have several potential bene�ts: they do not fatigue; they give
reproducible results; they can examine greater quantities of blood to give more stable results; they can
increase the productivity of overworked technicians and pathologists; and they can be widely deployed,
addressing the expert-training bottleneck. For example, automated systems (if su�ciently accurate)
would be well-suited to drug resistance monitoring (7, 8), which requires extensive parasite quantitation to
derive clearance curves (9). Because of widespread infrastructure centered on Giemsa-stained blood �lms
for manual microscopy, automated methods that use Giemsa-stained �lms are best positioned for rapid,
practical deployment. Most work on software for automated analysis of digital images has (at least) two
key problems: Firstly, it is focused on thin blood �lms (10–13), despite thin �lms being poorly suited to
malaria use-cases such as detection of low parasitaemias and end-point assessment in drug e�cacy
studies. Thick �lms are preferable in such situations (3, 14, 15). Secondly, most machine learning studies
report performance metrics inappropriate for clinical malaria case scenarios (10, 15). Nevertheless,
substantial progress has been made in automated systems targeting thick blood �lms (14, 16–20),
including the use of clinically relevant performance metrics. This work has leveraged revolutionary
advances in machine learning (ML) based on convolutional neural networks (CNNs), in which algorithms
automatically extract useful visual features to analyse digital images (21, 22).

These bene�ts of automated systems are offset by drawbacks (18), including: high training data
demands of CNNs; di�culty handling the wide variation in �eld-prepared blood �lms; ML algorithms'
notorious brittleness in the face of novel presentations (e.g. data from new �eld sites); dependence on
complex hardware deployed in potentially challenging environments; and ML algorithms' current inability
to match the adaptability of skilled human technicians.
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In addition to software algorithms, an automated system requires reliable hardware to scan blood slides
and capture images for analysis. Because of the blood volume required (e.g. to contain 500 white blood
cells at a minimum (3)), the hardware must be high-throughput, and to process thick �lms it must capture
stacks of images at multiple depths (14, 16). To meet malaria use case scenarios, hardware must be
robust and low-cost. Thus, the hardware component of an automated system also represents a
signi�cant challenge. Given the known risks (from both software and hardware) of automated systems,
�eld studies involving realistic clinical tasks are essential to assessing their readiness for deployment for
individual malaria diagnosis.

In this study, we tested a fully automated malaria diagnosis system that combines ML software
developed by Global Health Laboratories (GHL) with the EasyScan GO, an automated scanning
microscope developed by Motic (23). We present a diagnostic performance evaluation of the EasyScan
GO by direct comparison with expert manual microscopy, using PCR as a reference. Speci�cally, we
assess the accuracy of the device in the detection, quantitation and species identi�cation of malaria
parasites in Giemsa-stained thick and thin blood �lms. This study is the �fth in a series of �eld trials of
this family of software and hardware; others were in Peru (18), Thailand/Indonesia (19), on a WHO
evaluation slide set (20) and very recently in an 11-site, 11-country study (24). The system has also had
two internal assessments (14, 15). Together, these studies offer a uniquely broad evaluation of
performance, in realistic settings, of an automated system for malaria diagnosis.

Methods

Sample collection
Returned travelers who have recently visited malaria-endemic countries and are unwell are routinely
assessed for possible malaria infection in clinics at The Hospital for Tropical Diseases and Homerton
University Hospital, London, UK. Diagnostic evaluation primarily involves examination of patient blood
samples by manual light microscopy (using stained peripheral blood smears) to con�rm the presence of
malaria parasites, determine the species and provide an estimation of parasitaemia where P. falciparum
or P. knowlesi are present. Supplementary testing using Rapid Diagnostic Tests (RDTs) and PCR may also
take place (25, 26). Patients who are con�rmed positive for malaria are given appropriate antimalarial
medication and supportive care. For this study, residual patient blood samples were obtained subsequent
to routine laboratory testing from a total of 1202 returned travelers over the age of 18 years. These
samples were anonymized and used to prepare study-speci�c Giemsa-stained thick and thin blood �lms
to facilitate a direct comparison between manual light microscopy and the EasyScan GO and for PCR
assessment at The London School of Hygiene and Tropical Medicine, London, UK.

Light microscopy: Blood �lm preparation, staining and parasite-detection.

Thick and thin smears were prepared on clean glass slides using surplus patient EDTA blood samples
which had been obtained by venepuncture (27, 28). Thin smears were �xed in methanol for 1 minute prior
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to staining. Fully air-dried smears were immersed for 30 minutes in 3% (v/v) Giemsa staining solution
diluted in Phosphate-buffered water (pH 7.2), rinsed in tap water to remove stain deposit and allowed to
air-dry vertically. Blood �lms were viewed using a x100 oil-immersion objective and a minimum of 200
and 50 �elds of view (FOV) were assessed for thick and thin �lms respectively. Thick �lms were used for
positive con�rmation of malaria parasites being present within a blood sample and to obtain an accurate
parasite count, whereas thin �lms were used for Plasmodium species determination. For thick �lm
examination, parasites were counted until a total of 500 white blood cells (WBCs) had been seen and an
accurate parasite density (parasites/ µL of blood) determined using patient WBC counts obtained from
clinical records.

EasyScan GO: Algorithm training, image acquisition,
processing and analysis
The EasyScan GO is a fully automated end-to-end malaria diagnostic system which includes both
hardware and software. An automated bright-�eld microscopy platform scans Giemsa-stained thick and
thin blood �lms, and malaria detection algorithms process the image sets to give parasite detection,
species ID, and parasite quantitation for the patient. Given a blood �lm, the device automatically scans
and processes the slide, and outputs a report that includes estimated diagnosis, species ID, quantitation,
WBC count, and a mosaic of thumbnail images of top suspected malaria parasites (Fig. 1). The images
allow a technician or pathologist to quickly check the device’s �ndings.

Thick �lms are used to (i) con�rm whether malaria parasites are present, (ii) obtain an accurate parasite
count, and (iii) obtain a species identi�cation of P. falciparum vs non-P. falciparum (with the default for
non-P. falciparum cases being P. vivax). Thin �lms are used for re�ned Plasmodium species
determination (e.g. between non-P. falciparum species). The overall algorithm architecture, as well as the
EasyScan GO device, are described in (20). Thick �lm algorithms are detailed in (14). Thin �lm algorithms
are detailed in (15).

Training slides included over 500 imaged blood slides from 12 countries, encompassing a wide range of
different staining presentations and containing a variety of artefacts. The collection included large
numbers of P. falciparum-positive, P. vivax-positive, and malaria-negative slides, and much smaller
numbers of P. ovale and P. malariae-positive slides, as these species are much less commonly
encountered. Slides used for training were annotated by expert microscopists specializing in the
diagnosis of malaria. Details about slide collections are found in (14, 15, 20). Annotation methods are
fully described in (14).

Real-time and nested PCR
The WHO international standard for P. falciparum DNA for nucleic acid ampli�cation techniques (29) was
used as a positive control for P. falciparum. Lyophilized blood samples derived from patients infected
with P. vivax, P. ovale and P. malariae and used as part of the WHO external quality assessment scheme
for malaria nucleic acid ampli�cation testing (30) were used as non-P. falciparum positive controls.
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Negative controls consisted of negative extraction controls (whole uninfected blood) and negative assay
controls (nuclease-free water). Parasite DNA was extracted from samples using the PureLink™ Pro 96
Genomic DNA Puri�cation Kit (Invitrogen, US).

For real-time PCR, in the �rst instance, each sample was ampli�ed in a multiplex reaction targeting the
conserved region of the Plasmodium 18S rRNA gene and the human beta-2 microglobulin (β2 M) gene (a
DNA extraction control). After genus-speci�c ampli�cation, positive samples were subsequently tested for
P. falciparum, P. vivax, P. ovale and P. malariae in a multiplex real-time PCR reaction. Primers used for
these ampli�cations are shown in supplemental table 1 and are modi�ed slightly from those described
previously (31). The ABI 7500 FAST System (Applied Biosystems, US) was used for all ampli�cation
reactions. The conditions consisted of an initial activation of DNA Polymerase at 95°C for 30 secs
followed by 40 cycles of ampli�cation comprising denaturation at 95°C for 3 secs, annealing and
extension at 60°C for 30 secs.

Nested PCR (nPCR) is widely regarded as the gold standard nucleic acid ampli�cation (NAA) method for
detection of malaria parasites in very low density samples (32, 33) and was performed as a con�rmatory
test where there was discordance between results reported for manual light microscopy, EasyScan GO
and real-time PCR. The species-speci�c nucleotide sequences of the 18S rRNA gene of P. falciparum, P.
vivax, P. malariae and P. ovale were ampli�ed as described previously (34–38) with slight modi�cations,
and primers used are shown in supplemental table 1. Assays were performed using a PxE thermal cycler
(ThermoFisher Scienti�c, US) and a DNA Engine Tetrad® 2 cycler (Bio-Rad, US). Thermal cycling
parameters used are described previously (35) with the only adaptation being that Nest 1 and Nest 2
reactions were given 30 and 25 cycles of annealing, extension and denaturation respectively.

Sample size and statistical analysis
The required sample size of 104 malaria positive slides and 1125 malaria negative slides was calculated
as a non-inferiority study to be able to jointly test that the sensitivity of EasyScan GO was not decreased
by more than 80% compared to expert microscopy, and that the false positive fraction (1-speci�city) was
not increased by more than 50% compared to expert microscopy, with 5% signi�cance and 80% power.
The malaria positive slides were expected to be derived from symptomatic clinical cases, plus follow-up
slides from these same patients following treatment (i.e. with lower parasitaemia). The sensitivity and
speci�city for expert microscopy with this slide composition was assumed to be 80% and 90%,
respectively.

Results

Diagnostic accuracy of the EasyScan GO compared with
manual light microscopy
A total of 1202 patient samples were collected and the same sets of Giemsa-stained thick and thin slides
evaluated concurrently by manual light microscopy and the EasyScan GO. By light microscopy, 106 of the
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samples were con�rmed as malaria parasite positive and 1096 were negative. When compared to light
microscopy, the EasyScan GO exhibited a sensitivity of 90% (95% CI: 82–95%) and a speci�city of 89%
(95% CI: 86–90%). The EasyScan GO correctly identi�ed 95 of the 106 light microscopy positives but also
incorrectly reported a positive result for 126 samples that were identi�ed as parasite negative by light
microscopy (Table 1).

Table 1
Diagnostic accuracies of (1) light microscopy (LM) vs PCR (as reference); (2) EasyScan GO vs PCR (as

reference); and (3) EasyScan GO vs light microscopy (as reference).

  LM vs PCR EasyScan GO vs
PCR

EasyScan GO vs LM

Sensitivity, % (95% CI),
N/Ntot

67% (59–74), 103/154 69% (61–76),
106/154

90% (82–95),
95/106

Speci�city, % (95% CI),
N/Ntot

100% (99–100),
1045/1048

89% (87–91),
933/1048

89% (86–90),
970/1096

Likelihood ratio (+), N
(95% CI)

233.65 (75–727) 6.27 (5.12–7.68) 7.80 (6.53–9.30)

Likelihood ratio (-), N
(95% CI)

0.33 (0.27–0.42) 0.35 (0.28–0.44) 0.11 (0.07–0.21)

Of the 95 samples labelled positive by both light microscopy and the EasyScan GO, manual microscopy
identi�ed 83 as P. falciparum and 12 as non-P. falciparum comprising 6 P. vivax, 5 P. ovale and 1 P.
malariae. The EasyScan GO correctly reported P. falciparum for 82 of the 83 P. falciparum samples and
reported non- P. falciparum for 11 out of 12 non-P. falciparum samples (Kappa = 0.905). However, it failed
to distinguish between the non-falciparum species, reporting all non-P. falciparum samples as P. vivax.

Comparative malaria parasite quantitation:
To achieve level 1 (expert) competency in malaria microscopy, the WHO requires that 50% of samples
containing malaria parasites with densities between 200 and 2000 p/uL be quanti�ed within +/-25% of
the “true count” (3). Quantitation of low parasitaemia (e.g. under 200 p/µL) samples is intrinsically noisy
due to Poisson variability in the number of parasites present in the examined blood (38). In this study,
EasyScan GO quantitation was within +/-25% of true count for 33% (6/18) of samples with
parasitaemias between 200 and 2000 p/µL; and within +/-25% of true count for 30% (24/79) of samples
with parasitaemias above 200 p/µL (Fig. 2). It should be noted that the WHO standard assumes that the
ground-truth quantitation is an average of several counts provided by multiple expert-level microscopists,
while here we compare to a ground-truth given by a single expert-level microscopist.

Discussion
Blood �lm examination for malaria parasites is far from extinct, despite the wide uptake of malaria rapid
diagnostic tests (RDTs). Indeed, the 2022 edition of the British Society for Haematology guidelines for the
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laboratory diagnosis of malaria states “Rapid diagnostic tests (RDTs) for malarial antigen cannot replace
microscopy but can be useful as a supplementary test when malaria diagnosis is performed by relatively
inexperienced staff. They should not be used instead of a �lm at any time including out of hours.” (40)
Furthermore, HRP-2 and HRP-3 deletions represent a threat to the utility of HRP2-based RDTs in some
geographic areas (41) so it is imperative to retain blood �lm microscopy for the diagnosis of malaria both
in malaria-endemic areas and in travelers returning from those areas presenting for diagnosis of a febrile
illness. But quality assured malaria microscopy requires signi�cant expertise, reinforcement by regular
exposure to positive samples and regular external quality assessment. Therefore, an automated process
for malaria microscopy which compares favourably with expert manual microscopy would be a valuable
addition to a laboratory’s diagnostic repertoire. There are both advantages and drawbacks to automated
malaria diagnosis as outlined in the introduction of this paper. Possible scenarios for use of an
automated device like the EasyScan GO include hospital clinics in malaria-endemic countries, to support
laboratory staff and thus allow them to increase patient throughput; settings in non-malaria-endemic
countries (like the United Kingdom), where many biomedical scientists in general hospitals outside the
National Centres for Tropical Diseases do not routinely see malaria cases and may therefore lack both
experience and high-level expertise; and in sentinel sites monitoring drug resistance, to aid in the highly
labor-intensive quantitation work required. Suitability for these scenarios depends, in various ways, on
parasite detection, species identi�cation, and quantitation, as detailed below.

Diagnosis
In this study, diagnostic accuracy of the EasyScan GO was similar to that of expert Light Microscopy. The
principal difference was the EasyScan GO’s lower speci�city (90% vs 100%, PCR as reference), which
would have the functional effect of imposing additional workload for laboratory staff needing to screen
further for potential false positives. However, the mosaic of thumbnails of suspected parasites (e.g. as
shown in Fig. 1), included in the Report outputted by the device, makes this check relatively easy.
Sensitivity of the EasyScan GO was very similar to light microscopy. The low sensitivity of light
microscopy vs PCR was likely due to the inclusion of a number of low-parasitaemia samples (under 50 p/
µL), which would often be undetected by most non-reference microscopists. The low sensitivity of the
EasyScan GO vs PCR was mostly observed in the same low-parasitaemia samples, but the device also
missed a small number of samples with higher parasitaemias (see Fig. 2) which represent non-trivial
false negatives. The EasyScan GO did detect a few low-parasitaemia samples that were missed by light
microscopy but picked up by PCR. However, given the high estimated parasitaemias of these samples
compared with the PCR result, it suggests they may have been "right for the wrong reason", with the
positive diagnoses triggered by incorrectly classi�ed artefacts rather than correctly classi�ed parasites. If
so, they are perhaps most similar to false positive negative samples.

Species identi�cation
The Easy Scan GO accurately distinguished P. falciparum from non-P. falciparum, using the thick �lm.
However, it failed to distinguish between the various non-P. falciparum species, defaulting to P. vivax. This
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was likely a re�ection of insu�cient P. ovale and P. malariae training samples: CNNs require vast
amounts of training data, and due to natural distributions of the malaria species the algorithms' training
sets were highly imbalanced, containing ample P. vivax (and P. falciparum) but very few P. ovale and P.
malariae blood �lms. In addition, to determine species, the algorithm applies a logical decision tree to
�ndings from thick and thin �lms, where thick �lm decides between P. falciparum and non-P. falciparum,
and thin �lm can modify a non-falciparum �nding. Due to prevalence rates and training data imbalances,
this logical tree favors P. vivax over P. ovale and P, malariae. That is, P. vivax is the default non-P.
falciparum choice. This weakness might be mitigated in two ways: By substantially increasing the
number of P. ovale and P. malariae samples in the training set (in practice, a di�cult task); or by applying
local geographical priors, e.g. the rareness of P. vivax relative to P. ovale in West Africa (42) (as in (3, 26,
43)). Since the EasyScan GO has an implicit bias towards P. vivax (vs. ovale, malariae, and knowlesi), it is
more suitable for geographic regions with this same predominance, for example India or Peru. This
concern does not apply to diagnosis of P. falciparum.

Quantitation
Evolving drug resistance (7, 8) makes drug e�cacy trials and drug resistance sentinel sites a potential
use-scenario for automated microscopy, because of the need for high-throughput parasite quantitation in
laboratory settings: The labor-intensive process requires quantitating blood �lms drawn every few hours
from treated patients, in order to plot parasite clearance curves (9). Since several �lm quantitations are
combined to calculate a clearance curve, the exact performance speci�cation for individual blood �lm
quantitations is not well de�ned and partly depends on the calculation method. An informal guideline
recommends that most quantitations be accurate to within +/- 25% (excepting very low parasitaemia
samples) (44). The EasyScan GO’s accuracy (33% of samples with parasitaemia over 200 p/µL had error
within 25%) may be too low to usefully calculate accurate clearance curves, though it might be close to
su�cient. An experiment on a set of time-series blood �lms as used in clearance studies, comparing
clearance curve log slopes as calculated from quantitations done by light microscopy and by the
EasyScan GO, would help clarify this point.

Comparison to performance by the same system in other
�eld trials
The EasyScan GO system, and very similar algorithms deployed on different hardware, have been
evaluated in four other �eld trials (18–20, 24) and two internal tests (14, 15) allowing a broad perspective
on system reliability in the face of diverse slide presentations.

1. 1. The same EasyScan GO system was applied to a WHO 55 reference set and had somewhat
stronger performance vs PCR (87% sensitivity, 100% speci�city) (20). The higher sensitivity was likely
because the WHO set had only parasitaemias above 80 p/uL, i.e. it lacked the low parasitaemias
typically challenging for microscopists. The difference in speci�cities was perhaps due to
differences in slide preparation and distractor types in the two sets of slides.
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2. 2. The same EasyScan GO system, minus the thin �lm algorithm and applied to thick �lms only, was
also applied to �eld slides (170 Light Microscopy (LM)-positive, 623 LM-negative) from a variety of
sites in Thailand and Indonesia (19). In this setting, diagnostic accuracy was somewhat higher (89%
sensitivity, 97% speci�city), whilst samples whose parasitaemia was under 50 p/µL, were missed.
Quantitation accuracy was very similar to that of the current study: 30% of quantitations had error
under 25% relative to LM reference.

3. 3. A system with a very similar thick �lm algorithm (no thin �lm algorithm) and a different scanning
microscope (the Autoscope, not the EasyScan GO) was tested on �eld samples (thick �lms only) in
Peru (18). Performance in Peru was very similar to that reported here. In particular, sensitivities
compared with PCR were nearly identical (LM: 68%, Autoscope: 72%), and speci�cities were very
similar (LM: 98%, Autoscope 85%). The Peru study presented only P. falciparum and P. vivax and
algorithm species identi�cation accuracy was 90%.

4. 4. The same system as used in the present study, minus the thin �lm module and applied to thick
�lms only, was tested on �eld samples at 11 sites in 11 countries (24). Sensitivity and speci�city
were similar (91% and 85%). Species identi�cation accuracy (P. falciparum vs P. vivax only, no P.
ovale or P. malariae present) was 92%. Quantitation accuracy was worse (23% of quantitations had
error under 25% relative to LM reference).

5. 5. Two internal algorithm assessments reported similar though somewhat more optimistic results
(14, 15).

The perspective afforded by �ve separate �eld trials is, to our knowledge, unique for an automated
malaria diagnosis system. This perspective is highly valuable because a system’s performance can vary
in different settings. Since machine learning-based systems can be brittle in the face of new data
sources, the high variability of slide preparation at different clinics is a serious challenge for automated
malaria diagnosis systems. In this context, therefore, multiple data points on system performance are
especially important to understanding a system’s suitability for deployment. Collectively, these trials
demonstrate strong performance of a fully automated system for assessing a diversity of Giemsa-
stained blood �lms.

Conclusions
Manual malaria microscopy requires signi�cant expertise and even expert microscopists become
fatigued in the face of a heavy workload, with the potential for error. An automated system such as the
EasyScan GO would have the capacity to reduce workload for individual microscopists whilst retaining
the option for a technician or pathologist to quickly check the device’s �ndings using the mosaic of
thumbnails of suspected parasites it produces.

In this study, the EasyScan GO exhibited comparable performance to that of expert manual light
microscopy in terms of sensitivity and speci�city (90 and 89% respectively). From all malaria positives
identi�ed by both light microscopy and the EasyScan GO, the latter accurately identi�ed all but one P.
falciparum sample. However, it failed to distinguish between non-P. falciparum species, reporting all non-
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P. falciparum samples as P. vivax. The EasyScan GO also fell short in its accuracy of parasite density
determination, only being able to quantify within +/-25% of the “true count” in 33% of samples with
densities between 200 and 2000 p/µL.

As machine learning advances yet further and has the opportunity to learn from exposure to more and
more positive samples, fully automated systems such as EasyScan GO will have a future in malaria
diagnosis in a variety of settings in both endemic and non-endemic areas.
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Figure 1

Typical mosaic of suspected parasite thumbnail images from thick �lm, outputted by the EasyScan GO.

Figure 2

Comparison of parasite densities estimated by EasyScan GO vs manual light microscopy in samples
reported as positive by light microscopy. Green lines correspond to +/- 25% error. Red dots correspond to
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either microscopy-positive samples labeled “negative” by the EasyScan GO, i.e. FNs, or microscopy-
negative samples labeled “positive” by the EasyScan GO, i.e. FPs (their x- and y-axis coordinates are
shifted from 0 to 5 for plotting convenience).


