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Abstract
Background

Cardiac Magnetic Resonance (CMR) is increasingly being used for diagnosing various cardiac conditions.
Parametric mapping enables quantitative myocardial characterization by directly measuring myocardial
T1 and T2 values. However, reference values of parametric mapping are not standardized across
different vendors and scanners, causing drawbacks for clinical implementation of this technique across
different sites. We assessed the reference ranges of native T1 and T2 values in a healthy Maltese cohort
to establish a local parametric mapping service.

Methods and Results

Healthy subjects (n=51; mean age 36.0 [range 19-59] years) with normal cardiac function on CMR were
recruited. Subjects underwent uniform parametric mapping pulse sequences (MOLLI 5(3)3 for native T1
mapping, and gradient echo single shot FLASH readout for T2 mapping) on a 3T Siemens MAGNETOM
Vida scanner. Native T1 and T2 values were measured by placing a region of interest within the
interventricular septum at midventricular level. Intra- and inter-observer variability were assessed using
Bland-Altman plots. Normal distribution of data was assessed using Kolmogorov-Smirnov test (p-value of
0.773 for native T1, p-value of 0.125 for T2). Mean ±1.96 SD was used as a reference range. Mean native
T1 and T2 values were 1200.1 ±30.7 ms and 39.5 ±1.8 ms, respectively. All parameters had excellent day-
to-day intra-observer reproducibility and inter-observer reproducibility.

Conclusion

For the �rst time in Malta, we established the native T1 and T2 parametric mapping reference values for
healthy Caucasian Maltese individuals. This will assist cardiologists to establish diagnosis, disease
progression, and response to treatment of various myocardial diseases locally.

Introduction
Cardiac magnetic resonance (CMR) is increasingly being used for the diagnosis of various cardiac
conditions, including ischemic heart disease, cardiomyopathy, valvular heart disease, and congenital
heart disease. This non-invasive diagnostic tool provides reliable measurement of cardiac function,
structure, tissue characterization, and metabolism.1

More recently, the introduction of CMR parametric mapping has enabled quantitative myocardial
characterization by directly measuring the values of myocardial T1, T2, and extracellular volume (ECV).2

Native T1 and T2 values are especially useful for the evaluation of a range of myocardial diseases,
including, but not limited to, cardiomyopathy, myocarditis, and ischemic heart disease.

The current method used for assessing myocardial �brosis by late gadolinium enhancement has some
limitations. In late gadolinium enhancement, image contrast relies on the difference in signal intensity
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between �brotic and “normal” myocardium, and therefore such differences may not exist if the disease
process is diffuse.3 Furthermore, there is no clear consensus on the intensity threshold settings to use for
clinical assessment of myocardial �brosis on late gadolinium enhancement.3 In contrast, parametric
mapping can directly and objectively provide pixel-by-pixel magnetic resonance relaxometric values.

In 2017, the Society for Cardiovascular Magnetic Resonance (SCMR) published clinical recommendations
for CMR parametric mapping.4 Values of T1 and T2 are not only affected by intrinsic tissue
characteristics, but also depend on the employed pulse sequence, hardware, and post-processing
technqiue.4 As a consequence, native parameters should only be compared to other parameter values if
they are obtained using the same scanner and acquired under the same conditions.4 Hence, setting a
local reference range is strongly advised for clinical use of myocardial mapping.

The aim of this study was to establish local reference ranges for native T1 and T2 in Caucasian Maltese
population.

Methods

Study Population
“Healthy subjects”, de�ned as individuals without signi�cant past medical history, no reported symptoms,
and normal cardiac function on cine CMR were included. Subjects were strictly not awaiting CMR for any
clinical reason and had to complete a questionnaire prior to CMR to con�rm that they were free of any
known heart disease, hypertension, or overt symptoms of heart disease. Subjects provided informed
consent prior to their participation in the study. The study was performed at the Department of Radiology
(Mater Dei Hospital, Malta).

CMR Acquisition Parameter
Native T1 mapping sequence and image protocol were performed using a 3T Siemens MAGNETOM Vida
scanner with software version Syngo MR XA20 and 18-channel body coil. Subjects underwent an imaging
protocol consisting of initial scout acquisitions followed by long axis cine to assess cardiac size and
function, native T1 mapping sequence, and T2 mapping sequence. Modi�ed look-locker inversion
recovery (MOLLI) with 5(3)3 scheme was used for native T1 mapping with a �ip angle of 35 degrees, TE
of 0.97ms, and TR of 259.9 ms in three short axis slices (base, midventricular, and apex). T2 mapping
was performed with gradient echo single shot FLASH readout with multiple T2 preparations and recovery
period. Due to ethical reasons, we did not administer contrast; hence, only native mapping was
performed.

Image Analysis
All CMR images were anonymized, and analysis was performed using commercially available software
(Syngo.Via Client 5.2).
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The native T1 and T2 values were measured by placing a region of interest (ROI) conservatively within
the interventricular septum at midventricular level after a careful evaluation of image quality. In case of
compromised image quality at midventricular level, the basal septum was used for the assessment. The
ROI was carefully placed to avoid contamination from the blood pool.

On two separate days, the same observer (KY) repeated the measurements for intra-observer variation.
The measurements were repeated for a total of 3 times to obtain an average value of 3 separate drawn
ROIs for the �nal analysis. In addition, to assess inter-observer variability, an independent observer (CP)
measured native T1 and T2 values on the same set of images.

Statistical Analysis
Statistical analysis was performed using SPSS statistical software (IBM SPSS Statistics 23;Chicago, IL,
USA).

Kolmogorov-Smirnov test was used to assess for normal distribution of data (p value of 0.773 for native
T1, p value of 0.125 for T2). Tukey robust approach was performed to identify and remove outliers. Mean 
± 1.96 SD was used as a reference range. No individuals has T1 and T2 values outside of the reference
range. Bland-Altman plots were generated in Microsoft Excel 2013 to assess both intra- and inter-observer
variability.

Results
Fifty-one healthy subjects (24 males and 27 females) with a mean age of 36.0 years (range 19–59 years)
were recruited. All participants were Caucasian Maltese nationals.

All CMR scans were successfully completed using the full study protocol and without any adverse events.
Image quality was su�cient for analysis for all scans performed. Reference values of native T1 and T2
CMR parameters of the 51 subjects are shown in Table 1. Mean native T1 value was 1200.1 ± 30.7 ms,
whereas mean T2 value was 39.5 ± 1.8 ms. An example of native T1 and T2 mapping in a healthy
volunteer is presented in Fig. 1.

All parameters had excellent day-to-day intra-observer reproducibility and inter-observer reproducibility
(Fig. 2 and Fig. 3).
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Table 1
Reference Values of Native T1 and T2 CMR Parameters

  Native T1 Value (ms) T2 Value (ms)

Mean 1200.1 39.5

Median 1204.0 40.0

SD 30.7 1.8

1.96 SD 60.3 3.6

1.96 ULN 1260.4 43.0

1.96 LLN 1139.9 35.9

Con�dence Interval (CI) 8.4 0.5

Upper 95% CI 1208.6 40.0

Lower 95% CI 1191.7 39.0

25th Percentile 1173.0 38.0

75th Percentile 1222.5 41.0

Interquartile Range 49.5 3.0

Upper Outlier Limit 1296.8 45.5

Lower Outlier Limit 1098.8 33.5

CI = con�dence interval; LLN = lower limit of normal; SD = standard deviation; ULN = upper limit of
normal.

Discussion
This study analyzed the native T1 and T2 values of a population of Maltese healthy individuals using the
3T Siemens Vida scanner at Mater Dei Hospital, Malta. The aim of the study was to establish parametric
mapping service in Malta. This is the �rst study on native T1 and T2 reference values for Caucasian
Maltese population.

As reported previously, several factors in�uence T1/T2 reference values, including scanner vendor,
strength of magnetic �eld, age, and gender. Due to these factors, the SCMR guidelines recommend the
use of local reference ranges for native T1 and T2 mapping; if local reference ranges are not available,
quantitative results should not be reported clinically.4

Several studies have been conducted to establish native T1 and T2 values in various populations of
healthy volunteers (Table 2). Native T1 and T2 values were compared across studies (Fig. 4 and Fig. 5).
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The native T1 and T2 values established in this study correlate closely with those by Pons-Lladó (1230 ± 
38.5 ms for native T1 and 39 ± 2.2 ms for T2) who used the exact same vendor and type of scanner
(Siemens MAGNETOM Vida), magnetic �eld, and sequence as the present study.5 Native T1 values in the
present study were also similar to those by Teixeira et al. (1207.9 ± 18.2 ms for native T1) who used the
same vendor (Siemens), magnetic �eld, and pulse sequence.6 Nonetheless, minor differences in native T1
and T2 values were seen between the present study and Lee et al. (1266.03 ± 32.86 ms for native T1 and
40.09 ± 2.45 ms for T2 ).7 The dissimilarity in native T1 values between the studies by Pons-Llado,
Teixeira et al., Lee et al. and the present study with those reported by Roy et al. (1162 ± 81 ms),8 and
Tribuna et al. (1124.9 ± 55.2 ms)9 could be explained by the variance in scanner vendor. Furthermore, 73%
of participants in the study by Roy et al. had at least one cardiovascular risk factor.

With regards to T2 values, the variance between our values and T2 values seen in Roy et al. (52 ± 7.0
ms)8 and Grantiz et al. (51.6 ± 3.0 ms)10 may be explained by the variance in vendor and pulse sequence
utilized in these studies, as previously described by Baeßler et al.11 Of note, there is a clinical relevant
inter-scanner variability in T2 values, which causes major drawbacks for the clinical implementation of
this technique across different sites.11 Additionally, mean T2 times vary signi�cantly according to
different magnetic �eld strengths.

Myocardial native T1 and T2 mapping is useful in detecting a range of myocardial diseases such as
myocarditis, in�ltrative myocardial disease (including Anderson-Fabry disease and cardiac amyloidosis),
as well as for assessing the etiology of heart failure. Furthermore, this technique can assist clinicians in
assessing disease progression and response to treatment. Therefore, standardization of parametric
values across different vendors and scanners is imperative. A strong collaboration between vendors may
help in standardizing reference values for parametric mapping.
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Table 2
Studies Examining Native T1 and T2 Values

Study Country
of Study

Sample
Size

Vendor and
Strength of
Magnetic Field

Sequence for
Native T1
Value

Native T1
Value,

mean ± 
SD

Sequence
for T2
Value

T2
Value,

mean 
± SD

Pons-
Lladó5

Spain

n = 24

Siemens
MAGNETOM Vida

(3T)

MOLLI 5(3)3 1230 ± 
38.5 ms

GRE/
FLASH

39 ± 
2.2 ms

Teixeira
et al.6

Canada

n = 40

Siemens
MAGNETOM Skyra

(3T)

MOLLI 5(3)3 1207.9 ± 
18.2 ms

– –

Lee et
al.7

Republic
of Korea

n = 12

Siemens Verio

(3T)

MOLLI 5(3)3 1266.03 
± 32.86
ms

GRE 40.09 
± 2.45
ms

Roy et
al.8

Belgium

n = 75

Philips Ingenia

(3T)

MOLLI
3(3)3(3)5

1162 ± 
81 ms

GraSE 52 ± 
7.0 ms

Tribuna
et al.9

Portugal

n = 22

Canon Vantage
Galan

(3T)

MOLLI 5(3)3 1124.9 ± 
55.2 ms

– –

Grantiz
et al.10

Austria

n = 60

Philips Achieva

(3T)

MOLLI 5(3)3 1183.8 ± 
37.5 ms

GraSE 51.6 ± 
3.0 ms

Present
Study

Malta

n = 51

Siemens
MAGNETOM Vida

(3T)

MOLLI 5(3)3 1200.1 ± 
30.7 ms

GRE/
FLASH

39.5 ± 
1.8 ms

Conclusion
For the �rst time in Malta, we established the native T1 and T2 parametric mapping reference values for
healthy Maltese individuals using the Siemens MAGNETOM Vida scanner. This will further assist
cardiologists to establish diagnosis, disease progression, and response to treatment of various
myocardial diseases. Due to the high variability in values between different scanners and vendors,
standardization across vendors is warranted.
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Figures

Figure 1

An example of native T1 (a) and T2 (b) mapping in a healthy volunteer. Region of interest (ROI) in
interventricular septum at mid-ventricular level

Figure 2

Intra-observer (a) and Inter-observer (b) Variability for Native T1 Values

Figure 3

Intra-observer (a) and Inter-observer (b) Variability for T2 Values
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Figure 4

Reference native T1 values across different studies (Mean ±SD)

Figure 5

Reference T2 values across different studies (Mean ±SD)


