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Abstract
Background: Cardiac erosion after percutaneous atrial septal defect (ASD) closure is a rare complication
that requires immediate life-saving emergency surgery. In this report, we present our successful life-
saving strategy for cardiac arrest due to cardiac tamponade caused by erosion 6 years after the
percutaneous closure of an ASD.

Case presentation:. The patient was a 50-year-old man who received Amplatzer septal occlude (St. Jude
Medical, St Paul, MN, USA) treatment for ostium secundum atrial septal defect (size: 29.5 × 27.0 mm) at
another institution when he was 44 years old.

Conclusion: The key point of this case was a bailout surgical strategy for patients who were
hemodynamically unstable with risks of coagulopathy and multiple organ failure. This case suggests
that cardiac surgeons need to be aware of the complications of percutaneous ASD closure and consider
a bailout surgical strategy for patients at risk of multiple organ failure.

Background
Amplatzer septal occluder (ASO) placement is a minimally invasive treatment for atrial septal defects. It
has been performed safely, and the mid-term and long-term outcomes have been reported as favorable
[1]. Conversely, life-threatening complications due to ASO, such as erosion and cardiac tamponade, have
been reported. These rare complications require immediate life-saving emergency surgery; however, no
commonly accepted standard strategy for their treatment exists. Herein, we describe the successful
treatment of cardiac arrest for cardiac tamponade due to erosion after treatment with ASO using a
bailout surgical strategy.

Case Presentation
A 50-year-old man complained of sudden chest pain during exercise and subsequently collapsed due to
cardiac arrest. Cardiopulmonary resuscitation was immediately started, and the patient was brought to
the emergency department

(ED. Six years prior to presentation, he had undergone successful ASO treatment using a 36-mm
Amplatzer device at another hospital. No complications due to ASD had been reported. The defective
foramen was 29.5 × 27.0 mm2, the aortic rim was not de�cient, and the superior rim was �oppy. No
problems occurred during the annual follow-ups.

Clinical �ndings on hospital admission

Circulation spontaneously returned during transport. On arrival at the ER, he was intubated hypotensive
with metabolic acidosis (lactate, 5.4 mmol/L; HCO3

-,16.0 mEq/L; base excess, -7.6 mEq/L).
Echocardiography showed pericardial effusion; contrast-enhanced computed tomography demonstrated
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no evidence of aortic dissection or extravasation of contrast medium from the myocardium or great
vessels such as the aorta (Fig. 1). Pericardial drainage was performed because he sustained a
hemodynamically unstable status due to pericardial effusion. After 300 mL of bloody effusion was
discharged, the patient’s condition improved substantially, but substantial blood drainage from the
pericardial sac persisted. The patient was immediately transferred to the operating room, where surgical
repair was performed.

The chest was opened through a midline sternal incision. While searching for the left atrial dome and the
root of the aorta around the ASO device, the chord-like tissue had partially injured the left atrial dome, and
hemorrhage was observed. Resection of the chordae revealed a �stula, which was diagnosed as ASO-
induced erosion. There was no apparent extracardiac prolapse of the device, and an autologous
pericardial patch was formed at the same site to reinforce the left atrial wall. The aortic wall was directly
sutured and repaired (Fig. 2). During the operation, hemodynamic improvement was observed with an
increase in systemic blood pressure, and acidosis was normalized without cardiopulmonary bypass.

The patient was hemodynamically stable after admission to the intensive care unit. The patient was
allowed to recover and wake up from anesthesia, and he was �nally extubated without coma and had a
good postoperative course. He was discharged from the hospital on the 12th day after surgery, walking
unaided. Postoperative contrast-enhanced computed tomography showed no evidence of extracardiac
leakage of contrast medium or pericardial effusion due to persistent erosions. Before hospital discharge,
following adequate discussions with the interventional cardiologist and the patient, we decided to follow-
up with the previous surgeon who inserted the ASO. Four months after this surgery, the previous hospital
reevaluated the erosion, and the device was removed. The erosion site and ASD were safely repaired in a
planned cardiac surgery.

Discussion And Conclusions
This report describes the successful treatment of an out-of-hospital cardiac arrest case by immediate
surgical repair for erosion after ASO without cardiopulmonary bypass. This case highlights that a bailout
surgical strategy may be an important option for hemodynamically unstable patients, with a risk of
multiple organ failure, such as in cardiac arrest patients.

This case has two important educational points. First, this case highlighted that ASD closure by the ASO
carries a risk of life-threatening complications that cause cardiac tamponade and cardiac arrest.
Cardiovascular surgeons should be aware of these rare complications and perform immediate emergency
surgery. Catheterization for ASD was �rst reported by Mills et al. [2]. In the late 1990s, the ASO was
introduced and helped achieve good surgical outcomes and shorter hospitalization periods than did
surgical treatment. However, erosion of the cardiac wall caused by the device has been attracting
attention in recent years as a rare complication that can cause rapid cardiac tamponade and can be fatal
if appropriate measures are not taken. The majority of perforations occur within 48 hours after surgery,
but the incidence of remote erosion is rare at 0.1% [3, 4]. Erosions occurring several months or years after
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implantation have also been reported [5-8], indicating that careful follow-up is essential not only during
the acute phase but also for a long time after surgery.

Second, we suggest that a bailout surgical strategy consisting of the immediate surgical control of
bleeding without a cardiopulmonary bypass and planned reoperation for the permanent repair is an
acceptable option to avoid multiple organ failure. Several strategies were previously reported for this
complication. Amin et al. reported that out of 28 cases of erosion, 21 patients underwent surgery, 16
patients underwent device retrieval and closure of the perforation site, 5 underwent closure of the
perforation site only, and 7 underwent conservative treatment and observation [3]. Although some studies
have reported of perforation repair performed without removing the device, some reports have advocated
the prevention of recurrence by removal of the device and by careful follow-up [9]. Other reports have
indicated that emergency surgery for this complication had a high mortality rate. DiBardino et al. reported
that of 223 adverse events reported to the FDA, emergency surgery was performed in 152 cases, and 17
patients died, including 4 surgical deaths, indicating that the mortality rate associated with emergency
surgery for ASO-related complications is 20 times higher than that associated with conventional cardiac
surgery [10]. In the present case, we avoided de�nitive surgery to remove the device and perform repair
procedures using a cardiopulmonary bypass. We assumed that cardiopulmonary bypass could cause
severe complications or multiple organ failure in cardiac arrest patients. Generally, cardiopulmonary
bypass carries a risk of coagulopathy and organ failure [11]. Furthermore, cardiac arrest may cause organ
injury such as rib fracture [12], hemothorax, and intra-abdominal bleeding caused by chest compression
after resuscitation among these patients [13]. These injuries may lead to life-threatening major bleeding
with coagulopathy. Furthermore, following cardiac arrest, patients may develop a type of multiple organ
failure called post-cardiac arrest syndrome caused by ischemic-reperfusion injury [14]. In this case, the
possibility of further secondary injuries was not ruled out, and the progression to multiple organ failure
due to cardiac arrest was considered. Therefore, we decided to close the perforation and reinforce the
perforation site with autologous pericardium without the use of extracorporeal hemodynamic support; we
did not remove the ASO device. Therefore, it may be acceptable to perform temporary bleeding control for
cardiac arrest patients while avoiding cardiopulmonary bypass. Although reports of complications such
as erosion are rare, the sudden occurrence of chest pain or pericardial effusion after ASO treatment
should raise suspicion of erosion and prompt consideration of bailout surgical treatment as a damage
control strategy.

We successfully treated a case of cardiac arrest due to cardiac tamponade caused by erosion 6 years
after the percutaneous closure of an atrial septal defect. We believe that the key point of this case was a
bailout surgical strategy for patients who were hemodynamically unstable with risks of coagulopathy
and multiple organ failure. This case suggests that cardiac surgeons need to be aware of the
complications of percutaneous ASD closure and consider a bailout surgical strategy for patients at risk of
multiple organ failure.

Abbreviations
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ASD: atrial septal defect

ASO: Amplatzer septal occluder

ED: emergency department
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Figure 1

Computed tomography scan shows pericardial effusion with no evidence of aortic dissection a.
Pericardial �uid accumulates near the transverse pericardial sinus, suggestive of erosion. b., c. The edge
of the Amplatzer septal occluder was in contact with the aortic wall from the anterior wall of the left
atrium, adjacent to the aortic root. d. The pericardial effusion was circumferential.

Figure 2
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Operative view A �stula was formed by the erosion in the area from the left atrium to the aortic root.
There was no apparent extracardiac prolapse of the device. An autologous pericardial patch was formed
during erosion to reinforce the left atrial wall. The aortic wall was sutured directly and repaired.


