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Abstract
Background: Recently, commercial software tools have become available for dosimetry evaluations in
clinical settings. The aim of this study was to compare a commercial dosimetry workstation
(PLANETâDose) and the dosimetry approach (GE Dosimetry Toolkit® and OLINDA/EXM® V1.0) currently
used in our department for quanti�cation of the absorbed dose in organs at risk after peptide receptor
radionuclide therapy with 177Lu-DOTATATE.

Methods: First, an evaluation on phantom, with data acquisition at 5 time points, was performed to
determine the SPECT calibration factor variations over time and to compare the Time Integrated Activity
Coe�cients (TIACs) and absorbed doses obtained with the two tools. Then, the two tools were used for
dosimetry evaluation in 21 patients with neuroendocrine tumours after the �rst and second injection of
7.2 ± 0.2 GBq of 177Lu-DOTATATE (40 dosimetry analyses with each software). SPECT/CT images were
acquired at 4h, 24h, 72h and 192h after 177Lu-DOTATATE injection and were reconstructed using the
Xeleris software (General Electric). The liver, spleen and kidney masses, TIACs and absorbed doses were
calculated using i) GE Dosimetry Toolkit® (DTK) and OLINDA/EXM® V1.0 and ii) the Local Deposition
Method (LDM) or Dose voxel-Kernel convolution (DK) on PLANETâDose.

Results: With the phantom, the 3D calibration factors showed a slight variation (0.8% and 3.3%) over time
and TIACs of 225.19h and 217.52h were obtained with DTK and PLANETâDose, respectively. In patients,
the mean of the relative standard deviations was -1% for the organ masses, 5.6%, for the TIACs, and 4.4%
for the absorbed doses. The Lin’s concordance correlation coe�cient was 0.99 and the Bland-Altman plot
analysis estimated that the difference of absorbed dose values between methods ranged from -0.58 Gy
to 0.84 Gy for approximately 95% of the 40 dosimetry analyses. A difference of 2.2% was obtained
between the absorbed doses to organs at risk calculated with LDM and DK (PLANETâDose).

Conclusions: The absorbed doses to organs at risk obtained with the new workstation are concordant
with those calculated with the currently used software and in agreement with the literature. These results
validate the use of PLANETâDose in clinical routine for patient dosimetry after targeted radiotherapy with
177Lu-DOTATATE. 

Background
According to the 2013/59/Euratom statement of the European Union (1), therapeutic procedures in
nuclear medicine should be “individually planned and their delivery appropriately veri�ed”. Nevertheless,
despite the guidelines in the Medical Internal Radiation Dose (MIRD) Pamphlets (2, 3), patient-
individualized dosimetry is left to the nuclear medicine department’s discretion. While in external beam
radiotherapy the question does not arise, in targeted radiotherapy the bene�t of patient-speci�c dosimetry
is a subject of lively discussions and debates (4). Indeed, people in favour claim that dosimetry is needed
to improve personalized treatment due to the demonstrated absorbed dose-effect relationships (5).
Conversely, the opponents argue that more clinical evidences are needed before implementing dosimetry
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in clinical routine, due to the procedure time and cost and the constraints imposed on patients and
imaging devices (6). Nonetheless, dosimetry applications are expanding and the number of nuclear
medicine departments performing patient dosimetry, especially in peptide receptor radionuclide therapy
for neuroendocrine tumours (7), is growing thanks to the solid collaboration between nuclear medicine
physicians, medical physicists and nuclear medicine technologists (8).

Generally, patient-speci�c dosimetry is performed by determining the mean absorbed dose to organs at
risk (OARs) and tumours using the MIRD formalism (17). This methodology is based on the energy
deposition from a source region to a target region. In this approach, the mean absorbed dose to a target
organ is the product of two parameters: a bio-kinetic one, represented by the time integrated activity (TIA)
in the source organ, and a physical parameter (the S value). The TIA represents the total number of
nuclear decays occurring in the source organ over a dose-integration period. It is calculated by integrating
the time-activity curve supplied by 2D or 3D quantitative imaging at different time points. The TIA
Coe�cient (TIAC) is also used and is described as the TIA per unit of administered activity. The S value
represents the mean absorbed dose in the target organ per unit of cumulative radioactivity in the source.
It is speci�c to the energy spectrum of all radionuclide emissions and is dependent on the anatomical
phantom chosen to represent the patient. S values have been computed for several radionuclides (18, 19),
and software packages, such as OLINDA/EXM (20), offer the possibility of performing organ-level
absorbed dose calculations thanks to a complete speci�c absorbed fraction database. It is also possible
to personalize the calculation by adjusting the S values to the organ mass (21). The International
Commission on Radiological Protection (ICRP) has published a set of speci�c absorbed fractions for the
ICRP-110 voxel-based models (22), further implemented in the IDAC-Dose program (23). More recently, the
OpenDose collaboration (24) presented an open access database of S values based on the same models.
Alternatively, other software packages propose to implement speci�c dosimetry at the voxel level (25)
based on SPECT/CT data, with different absorbed dose calculation algorithms, such as Local Deposition
Method (LDM) (26) where the kinetic energy from each beta particle is deposited locally, within the voxel
where the decay occurred. The absorbed dose in each voxel is obtained by multiplying the activity
concentration by the energy deposition factor. Moreover, as proposed by Giap et al. (27, 28) or using the
voxel S values (VSV) provided by the MIRD pamphlet 17 (29), the Dose Kernel (DK) approach consists in
a voxel-by-voxel absorbed dose map calculation. The mean absorbed dose for each voxel is obtained by
convoluting the VSV matrix, used as a kernel, with the patient-speci�c time integrated activity map.
Finally, the Monte Carlo method (30), in which radiation transport and interactions of particles with matter
are simulated in 3D, is considered the most robust method, but the very long computation times are
dissuasive.

In the clinic, many medical teams have developed their own methodology using the tools available in
their department and according to their own organizational possibilities (9–11), and speci�c dosimetry
software and programs have been developed and implemented locally (12–16). Recently, commercial
software tools have become available. However, for their implementation in clinical routine, their
performance in the different steps of dosimetry (i.e. calibration procedure, image acquisition,
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reconstruction, registration, segmentation tools, time integrated activity �tting and absorbed dose
calculation) needs to be evaluated.

In our department, dosimetry is integrated in the clinical routine for the management of patients with
neuroendocrine tumours treated by peptide receptor radionuclide therapy with 177Lu-DOTATATE. The �rst
dosimetry analyses of OARs were performed using the combination “Dosimetry Toolkit® and
OLINDA/EXM® V1.0” for TIA assessment and organ-level dose calculation, respectively (31). Recently,
our department acquired PLANET→Dose, a new CE marked commercial dosimetry workstation. Before
implementing this new device in clinical routine, our goal was to compare it with our internal reference,
using similar parameters in terms of segmentation, registration, and time activity curve �tting. The
purpose of this work was to validate PLANET Dose by comparing the results on phantom (calibration
factors, time activity curve) and in patients (mean absorbed dose to OARs, TIACs and organ volumes).

Material And Methods

Dosimetry software platforms
The characteristics of the dosimetry software platforms used in this study are presented in Table 1.

Dosimetry Toolkit® (DTK) is an application of the Xeleris® software (GE Healthcare) (32, 33). To
determine the calibration factor (CF; in counts.s− 1.MBq− 1), a procedure based on planar acquisition is
recommended by GE Healthcare. For clinical dosimetry, different scenarios are available: whole-body,
hybrid, or multi-SPECT/CT acquisitions. It includes two steps. The �rst, “Preparation for Dosimetry
Toolkit”, is used for the reconstruction of SPECT/CT raw data and registration of the CT or planar whole
body scans. The second, “Dosimetry Toolkit” (DTK), is used to segment the different organs, create the
time activity curves �tted by a mono-exponential function, and calculate the TIAC for each of them. These
TIACs are then uploaded in OLINDA/EXM® V1.0 to calculate the organ absorbed doses (organ mass-
adjusted) based on the MIRD approach (Fig. 1a).

PLANET→Dose is a treatment planning system from DOSIsoft SA (Cachan, France). The calibration
procedure is left to the user’s discretion and a CF (in Bq.count− 1) is required. This dosimetry platform
does not reconstruct SPECT/CT data, but accepts reconstructed data in DICOM format from all devices. It
provides multi-time point registration (rigid and elastic), organ segmentation (manual and automatic),
and TIAC calculation with a wide choice of interpolation methods of the time-activity curve (linear,
trapezoidal, mono-, X-, bi-, tri-exponential …). This software uses three approaches for the absorbed dose
estimation: organ-based approach, DK using a convolution algorithm, and LDM, with and without density
correction (26, 30, 34) (Fig. 1b).

For this study, the segmentation, registration and TIAC steps were carried out on PLANET→Dose with
restricted parameters, similar to those de�ned in DTK.

Dosimetry imaging protocolLoading [MathJax]/jax/output/CommonHTML/jax.js
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All imaging acquisitions were performed with a SPECT/CT Discovery NM/CT 670 apparatus (General
Electric [GE] Healthcare), including a BrightSpeed 16 CT scanner and a 3/8-inch NaI(Tl) crystal, according
to the previously described acquisition protocol (31). Brie�y, NM acquisitions were realized using a body
contour option, rotation of 180° per detector, total of 60 projections and 45 s each. For attenuation
correction, CT images were acquired (120 kV, automatic mA regulation with a max at 200 mA, noise index
at 6.43, slice thickness of 5 mm, rotation time of 0.8 s, pitch 1.375, 512 × 512 pixels matrix), with
standard reconstruction.

The application “Preparation for Dosimetry Toolkit” was used for SPECT/CT image reconstruction for
both dosimetry approaches. The Ordered Subset Expectation Maximization iterative reconstruction
algorithm was used with 6 iterations and 10 subsets, attenuation, scatter, recovery resolution corrections
and a Gaussian post-�lter of 0.11 cm.

Phantom study
Calibration factor, Time Integrated Activity Coe�cient
A NEMA IEC body phantom (Body Phantom NU2-2001/2007) containing two bottles �lled with 200 mL of
82.2 ± 4.1 MBq 177Lu was used. The background was �lled with non-radioactive water. SPECT/CT images
were acquired at different time points after addition of 177Lu to evaluate CF variations over time. The CF
was estimated using one of the two bottles.

Dosimetry Toolkit. A CT rigid registration centred on the full phantom was performed with “Preparation
for Dosimetry Toolkit”. Then, using the “Dosimetry Toolkit” application, an isocontour representing a
volume of 200 mL was automatically segmented on the �rst NM image and was replicated for the
images at 24 h, 72 h, 120 h and 216 h. For each time-point, the segmented volume was kept constant, but
its position was adjusted on the CT image by translation or rotation. To determine the CF in counts.s− 

1.MBq− 1 at each time point, the number of events in the volume was divided by the acquisition time
provided by the DICOM data (2700s) and by the activity, taking into account the radioactivity decay. The
computed CF was the mean of the CFs at the different time points. To obtain the time-activity curve �tted
by a mono-exponential function and the TIAC (h), information about the radionuclide and the previously
calculated CF were entered in the appropriate interface.

PLANET→Dose. A CT rigid registration centred on the bottle was performed with PLANET Dose. Similarly,
an isocontour representing a volume of 200 mL was automatically segmented on the �rst functional
image and was rigidly propagated to the other time point images. The segmented volume was
maintained over time. To determine the CF in Bq.count− 1 at each time point, the number of events in the
volume was divided by the activity in Bq, by taking into account the radioactivity decay. The computed CF
was the mean of the CFs at the different time points. A mono-exponential �tting function, similar to the
DTK approach, was used to calculate the TIAC (h).
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In the phantom study, as a mono-exponential activity decay occurred due to the radioisotope physical

half-life, the TIA,  and the TIAC, , were estimated as follows (35):

where A0 is the injected activity, f is the bound activity fraction (1 in this case), and  is 177Lu
physical half-life (6.647 days) (36).

The theoretical of 230.15 h was considered as the reference TIAC and was compared to the values
obtained with the two dosimetry platforms.

Mean absorbed dose
The mean absorbed dose was calculated using OLINDA/EXM® V1.0 and the TIAC provided by DTK
(Fig. 1a) and by PLANET®Dose (Fig. 1c) for a “simulated” organ mass of 200 g (d = 1 g.cm− 3). These
absorbed doses were compared with those obtained with PLANET®Dose and the LDM and DK methods
(Fig. 1b), with and without density correction.

By knowing the theoretical TIAC of the radionuclide in the phantom, a theoretical absorbed dose was
calculated using OLINDA/EXM V1.0 (adjusted by 200 g), and this value was compared to those obtained
with the TIACs from PLANET→Dose and from DKT in OLINDA/EXM V1.0.

Clinical study
Patients and treatment
Twenty-one patients (5 women and 16 men; median age 68 years, range 41 to 82 years) with a
neuroendocrine tumour and treated with [177Lu-[DOTA0, Tyr3]-octreotate, LUTATHERA® (Advanced
Accelerator Applications, Saint Genis Pouilly, France) were evaluated. The treatment consisted in 7.4 GBq
activity (four infusions in total) injected every 8 weeks. Amino acids (lysine + arginine) were administered
concomitantly to ensure renal protection by reducing tubular reabsorption of the radiolabelled peptides.
All patients were hospitalized in specialized radioprotection rooms for 24 h after injection. The study was
approved by the local ethical review board.

Dosimetry work�ow
The dosimetry work�ow for the two platforms is presented in Fig. 2. SPECT/CT images were acquired at
4 h, 24 h, 72 h and 192 h after infusion. Dosimetry was performed after the �rst two infusions.

Reference dosimetry method (Fig. 1a). For infusion 1 and 2, after the last SPECT/CT image acquisition at
192 h, all SPECT/CT data were loaded on the “Preparation for Dosimetry Toolkit” application. Imaging
data were reconstructed and an automatic rigid registration between CT scans was performed. The
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results were loaded on the “Dosimetry Toolkit” application. The OARs (liver, kidneys and spleen) were
manually segmented using the CT images collected at 4 h post-injection, and then rigidly propagated to
the 24 h, 72 h, and 192 h images. For each time point, the segmented volume was maintained, but
sometimes it was adjusted by translation or rotation. Information about the administered activity, the
date and time of administration, the radionuclide and the CF (in counts.s− 1.MBq− 1) were entered. To
obtain the TIAC, the time-activity curves were �tted using a mono-exponential function, the only �tting
model available in the “Dosimetry Toolkit” application. Then, the TIAC values were exported to
OLINDA/EXM® V1.0 to calculate the OAR absorbed doses. The organ masses included in this software
were determined from the organ volume de�ned on the CT images using “Dosimetry Toolkit” and the
biological tissue density (1.06 g.cm− 3 for liver and spleen; 1.05 g.cm− 3 for kidney).

PLANET→Dose (Fig. 1b). The transversal slices reconstructed using the “Preparation for Dosimetry
Toolkit” application and the corresponding CT images were uploaded on PLANET Dose. A study was
created for each organ to simulate the Dosimetry Toolkit registration method. The rigid and automatic
registration was centred on the OARs and then saved. The �rst CT scan was manually segmented and
then propagated rigidly to the others. The volume of each OAR remained constant at all time points. In
the “Dosimetric tools” interface, information about the administered activity, the date and time of
administration, the radionuclide and the CF (in Bq.counts− 1) was entered. The time-activity curve was
�tted using a similar approach as the one used in DTK (i.e. mono-exponential function) to provide the
TIAC (h) and the TIA (MBq.s). The mean absorbed doses were calculated using the LDM and DK
methods, with correction of density.

The relative difference (in %) in organ masses, TIACs and absorbed doses obtained with PLANET→Dose
and DTK (taken as reference) were calculated.

For the absorbed dose, the results obtained using the LDM and DK methods from PLANET®Dose, with
density correction, were compared with those obtained using DTK + OLINDA/EXM V1.0.

To evaluate independently the absorbed dose calculation methods, the TIACs from PLANET®Dose were
exported to OLINDA/EXM® V1.0. The organ masses included in the software were those determined from
the organ volume de�ned on the CT images using PLANET®Dose and the biological tissue density. The
mean absorbed dose obtained with PLANET®Dose and with “PLANET®Dose + OLINDA/EXM® V1.0”
were compared (Fig. 1c).

Concordance evaluation
The Lin’s concordance correlation coe�cient (37) was used to evaluate the agreement between
PLANET→Dose and the reference method (DTK + OLINDA). In addition, differences between the absorbed
doses obtained with the two approaches were assessed using the Bland-Altman plot analysis to estimate
the agreement interval (38).

The paired Student’s t-test was used to compare the OAR absorbed doses calculated with DTK + OLINDA
and PLANET®Dose (n = 40).Loading [MathJax]/jax/output/CommonHTML/jax.js
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These analyses were performed using the mean values for all patients and organs after the two
infusions.

Results

Phantom-based study
CF, TIAC and absorbed dose

SPECT/CT CF of 5.60 ± 0.04 counts.s− 1.MBq− 1 and 67 ± 2.2 Bq.counts− 1 were obtained with Dosimetry
Toolkit and PLANET→Dose, respectively. These values did not vary signi�cantly over time (0.8% and 3.3%
of variation, respectively) (Fig. 3).

These CF values were used to calculate the time activity curves and TIACs for liver, kidneys, and spleen
(Fig. 4). TIACs of 217.52 h and 225.19 h were obtained with DTK and PLANET→Dose, respectively. These
values showed a deviation of -5.5% and − 2.2% relative to the theoretical residence time of 230.15 h. The
mono-exponential adjustment curves obtained with Dosimetry Toolkit and PLANET Dose are presented in
Table 2.

The absorbed dose value of 7.98 Gy determined by OLINDA/EXM V1.0 from the TIACs calculated with
PLANET→Dose was close to the value obtained by PLANET Dose with DK and density correction (-1.8%)
and with LDM and density correction (-4.3%). A difference of 2.2% between the absorbed doses
calculated by PLANET Dose with LDM and DK was observed, and a deviation of 6.7% between the
absorbed doses calculated with and without density correction for both methods.

Clinical results
Patients
In the 21 patients with neuroendocrine tumours, OAR dosimetry (liver, kidneys and spleen) was performed
after the �rst and second infusion (7.2 ± 0.2 GBq of 177Lu-DOTATATE/infusion) using the two dosimetry
platforms. However, dosimetry data after one infusion were not evaluable in one patient and another
patient died before the second infusion. Therefore, in total, 40 dosimetry analyses were performed with
each dosimetry platform. In nine patients, due to health problems, technical issues or calendar reasons,
SPECT/CT images were acquired at only three time points after injection: 4 h, 24 h, 192 h (n = 7), and 4 h,
24 h, 72 h (n = 2).

Platform comparison
The mean organ masses, TIACs and absorbed doses for liver, kidneys and spleen obtained using each
dosimetry platform are summarized in Table 3.

Comparison of the organ mass values showed a mean difference of 2.9% (range: -4–19.7%) for liver, of
-3.4% (range: -18.8–16.4%) for kidneys, and of -2.4% (range: -23.4 to 17.3%) for spleen between DTK + Loading [MathJax]/jax/output/CommonHTML/jax.js
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OLINDA/EXM® V1.0 (the reference) and PLANET→Dose. Similarly, the mean difference for TIACs was
5.7% (range: -6.9–17.3%) for liver, 6.4% (range: -9.1–25.7%) for kidneys, and 4.9% (range: -18.9 to 23.5%)
for spleen. For the OAR absorbed doses, the mean difference was 2.2% between the values calculated
with LDM and DK and PLANET Dose (Table 3), similarly to the body phantom results. Values obtained
with the LDM method were always higher than those obtained with the DK method (Fig. 5). Comparison
of the OAR absorbed doses obtained with DTK + OLINDA and with PLANET Dose and LDM showed a
mean difference of -1.4% (range: -13.2–14.3%) for liver, of 7.5% (range: -6.3–19.6%) for kidneys, and of
7.2% (range: -9.7–22.4%) for spleen. For kidneys and spleen, the values obtained with PLANET Dose
were slightly but signi�cantly higher (p < 0.05).

Finally, comparison of the absolute absorbed doses showed a mean difference of -0.13 Gy (range:
-1.24 Gy to 0.59 Gy) for liver, 0.22 Gy (range: -0.23 Gy to 0.63 Gy) for kidneys, and 0.30 Gy (range:
-0.45 Gy to 0.99 Gy) for spleen.

Concordance between platforms
For the all the 40 dosimetry evaluations, the estimated Lin’s concordance correlation coe�cient was 0.99
(95% CI 0.99; 0.99) (Fig. 6a). This result suggested an excellent concordance between our current
dosimetry method and PLANET→Dose. According to the Bland and Altman plot method (Fig. 6b), the
“bias” value (i.e. the mean of the absorbed dose differences between DTK + OLINDA and PLANET Dose)
was 0.13 Gy (95% CI: 0.06–0.19 Gy). Moreover, this approach estimated that the difference of absorbed
dose values between methods ranged from − 0.58 Gy to 0.84 Gy for approximately 95% of the 40
dosimetry analyses.

Calculation method
Comparison of the mean absorbed dose obtained with PLANET®Dose and using the TIACs from
PLANET®Dose uploaded on OLINDA/EXM® V1.0 (i.e. the reference in this comparison) showed that the
mean of the differences reached − 4.5% (range: -6.6–0.9%) for liver; -1.9% (range: -5.8–2.9%) for kidneys,
and − 1.1% (range: -5.5–6.5%) for spleen (Fig. 7).

The estimated Lin’s concordance correlation coe�cient was 1. The “bias” value of the Bland-Altman plot
analysis (i.e. the average of the differences between “PLANET®Dose and PLANET®Dose + OLINDA”) was
− 0.09 Gy and the difference between dosimetry methods for 95% of the 40 absorbed dose values ranged
from − 0.41 Gy to 0.23 Gy (data not shown).

Discussion
The aim of this study was to evaluate a commercial dosimetry workstation by comparing its performance
with that of our current dosimetry solution, �rst using a body phantom and then in patients undergoing
177Lu-DOTATATE treatment.

First, due to the uncertainties associated with planar imaging, as described by Garkavij et al. (39), we
decided to implement a 3D SPECT/CT dosimetry protocol. Indeed, DTK allows various imaging scenariosLoading [MathJax]/jax/output/CommonHTML/jax.js
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(e.g. whole body and SPECT/CT scans) (33), but limited to �ve time points. Conversely, PLANET®Dose
accepts unlimited time points, but only SPECT/CT acquisitions. In both cases, the reconstruction step
was performed with the GE application “Preparation for Dosimetry Toolkit” because PLANET®Dose does
not include this functionality. However, it accepts reconstructed data supplied by others workstations,
unlike the “Dosimetry Toolkit” application. The used reconstruction parameters were determined in a
previous study (31).

In a clinical dosimetry study, the preliminary step of calibration is crucial to obtain accurate activity
quanti�cation (40, 41). According to the manufacturer’s recommendations, a 2D CF is preconized for
DTK, whereas the calibration procedure is left to the physicist’s discretion in PLANET®Dose. In the
phantom-based study, the same 3D methodology was followed to obtain the CF for each software
package. As described by Gustafsson et al.(42), SPECT segmentation is essential to determine the
activity concentration. Different segmentation methods are proposed: manual, automatic or semi-
automatic (from the technically very easy, such as �xed threshold, to the most complicated, such as the
Fourier surface method). For our phantom-based study, we selected a �xed volume threshold method
based on an automatically drawn isocontour around the bottle with a volume of 200 mL. This volume
was segmented on the SPECT images acquired at the �rst time point and rigidly propagated to the others.
This step is directly affected by the accuracy of the rigid registration of all SPECT/CT images (43).

CFs are expressed in counts.s− 1.MBq− 1 by DTK and in Bq.count− 1 by PLANET®Dose. This implies that
the CF must be modi�ed with the acquisition duration for PLANET®Dose. This option is available in
PLANET®Dose in which different CFs can be entered at different time points. In the literature, with
gamma cameras similar to ours (40), the CF in counts.s− 1.MBq− 1 is usually two times higher than the
one we obtained. This observation is explained by the use of the application “Preparation for Dosimetry
Toolkit”. The crucial recommendation at this step is that the conditions used in clinical studies in terms of
acquisition and reconstruction parameters have to be similar to those used for calibration.

On the other hand, we showed a negligible variation of CF values over time, from T = 0 to 216 h. This
means that the same CF can be used for each time point. This observation is particularly interesting for
DTK in which a single CF must be entered. With the body phantom, the mono-exponential function
provided by each software package to �t time activity curves showed a slight difference especially at the
Y-intercept. Indeed, in PLANET®Dose, the mean CF used for each time point was 67 Bq.count− 1 and
63.4 Bq.count− 1 for the �rst time point, which could imply an activity overestimation at this point. This
could partly explain the difference of residence time obtained between platforms. Nevertheless,
differences from the theoretical residence time below 6% are acceptable.

Concerning the absorbed dose estimation on phantom, OLINDA/EXM® V1.0 calculated the mean values
by considering an “organ” of 200 g (density of 1 g.cm− 3). With PLANET→Dose, tissue density
heterogeneities can be corrected using a method similar to that described by Dieudonne et al. (30). The
DK method with density correction showed results close to those obtained with OLINDA/EXM® V1.0. The
values calculated by OLINDA/EXM indicate that more than 98% of the absorbed dose comes from short-Loading [MathJax]/jax/output/CommonHTML/jax.js
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range beta particles of 177Lu. Sandström et al. (44) argued that the absorbed dose for kidneys is mainly
due to the self-absorbed dose because only a minor proportion originates from the cross-absorbed dose
due to gamma radiation from the surrounding organs. Our results showed a very small difference, below
2.5%, between LDM and DK for the phantom-based and the patient dosimetry evaluations. Therefore, as
shown by Pasciak et al. (26) for selective internal radiotherapy with 90Y, the LDM method is suitable also
for 177Lu. Surprisingly, the values obtained with LDM, which considers only the kinetic energy from beta
particles, were higher than those obtained with the DK approach that considers both beta particle and
photon energy deposition. This could be explained by the LDM principle that takes into account all the
energy from beta particles deposited in the voxel, but excludes any spill-out to neighbours, a phenomenon
that the DK approach models exactly. This could generate an overestimation of the absorbed dose
calculation in the voxel.

In the patient study, the masses obtained with the two packages for liver were more similar than those
obtained for smaller organs, such as kidneys and spleen, and the variability increased with the OAR
decreasing size. The residence time supplied by PLANET→Dose was generally higher than that
calculated by DTK, as shown with the phantom-based study. The Bland-Altman plot showed that
PLANET Dose (LDM with density correction) slightly underestimated the absorbed dose compared with
DTK + OLINDA, particularly for kidneys and spleen. The comparison of the dosimetric outcomes
calculated by Planet Dose and by OLINDA/EXM® V1.0, using the same residence times provided by
PLANET Dose, showed that the calculation method has only a minor in�uence compared with all the
previous steps (i.e. registration and segmentation). For accurate registration, position reproducibility
during the four SPECT/CT acquisitions is crucial. Thus, patient set-up and immobilization devices are
strongly recommended.

Our comparison methodology, using similar parameters in terms of registration, segmentation with
constant volumes over time and mono-exponential function to �t the time activity curves, has some
limitations. Indeed, using DTK, the segmented volume was maintained, but adjusted by translation or
rotation at each time point when necessary. However, this step is not available in PLANET→Dose. To be
as close as possible to the DTK approach, in PLANET Dose we chose to perform an organ-based
registration followed by rigid propagation. Nevertheless, for some patients organ segmentation did not
fully match at the other time points. Thus, the delineation was moved to organs with different density.
This implies an important deviation when calculating the absorbed doses with density correction. For
instance, part of the spleen in Patient 31 was moved to the left lung at other time points and the absorbed
dose was overestimated because of the density correction. This observation could explain the important
differences obtained for some patients and the observed signi�cant differences. We are aware of the
limitations of our methodology in this work, but we considered these deviations as clinically acceptable.

The concordance evaluation (Lin’s coe�cient value of 0.99) highlighted an excellent agreement between
methods. Moreover, the dosimetry results obtained using PLANET→Dose (absorbed dose to liver, kidneys
and spleen of 0.45 ± 0.50 Gy/GBq, 0.45 ± 0.13 Gy/GBq and 0.62 ± 0.17 Gy/GBq respectively) are in
agreement with those of the literature (45). The high standard deviation obtained for liver is due to theLoading [MathJax]/jax/output/CommonHTML/jax.js
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presence of hepatic lesions in some patients. These lesions were not excluded from the liver because of
the di�culties in segmenting them using DTK; Bolean operators were not available in the used version.
For this reason, tumours were not analysed in this study.

As proposed by Gear et al. (46) in a practical guidance paper, the uncertainties at each step of the
dosimetry analysis should be determined to express the accuracy of the dosimetry results.
PLANET→Dose does not offer such tool, but time activity curve �tting can be evaluated by the given
contribution (in %) of the time points to the chosen function model.

Due to the limitations of the mean organ-level absorbed dose approach, especially the impossibility of
accounting for the heterogeneous activity distributions in organs, the choice between voxel-based
dosimetry and the mean absorbed dose approach is currently debated (47). Grimes et al. (25) showed
that the mean absorbed dose to an organ is in good agreement with the voxelized absorbed dose
calculated using the Monte Carlo method. They also demonstrated that the voxel S value method gives
3D absorbed dose distributions nearly equivalent to those obtained with Monte Carlo simulations.
PLANET→Dose calculates the absorbed dose at the voxel level and then rescales them at the organ level
to provide the mean absorbed dose to the segmented organ. The software is not validated currently for
clinical use to produce a fully 3D dosimetry, allowing the edition of absorbed dose-volume histograms
and isodose curves (16, 48).

From a qualitative point of view, PLANET→Dose is a user-friendly commercial solution that proposes a
wide range of tools for segmentation, and several analytic �t functions. The time necessary for a
dosimetry analysis is signi�cantly reduced. Therefore, considering the good agreement between our
reference dosimetry method and PLANET Dose, the concordance of the dosimetry results with the
literature, the added value of this software in terms of easy contouring, wide choice of time activity curve
�tting models, time saving, and the fact that the observed differences were explicable and clinically
acceptable, we think that the PLANET®Dose software can replace our current dosimetry package without
any correction for dosimetry analysis.

Conclusion
This comparative analysis validated PLANET®Dose in clinical practice during peptide receptor
radionuclide therapy with 177Lu-DOTATATE. The potential of this software package can now be fully
explored, particularly for the determination of the absorbed doses by tumours and for investigating
absorbed dose-response correlations.
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Tables
Table 1: General characteristics for each step of the dosimetry procedure of the two dosimetry software
platforms: the currently used dosimetry combination “DTK+OLINDA” (the reference in this study), and the
new PLANETâDose workstation.

Table 2: Phantom-based study: Comparison of the mono-exponential adjustment curves, TIACs and
absorbed doses obtained with “DTK+OLINDA” and PLANETâDose and theoretical results. The absorbed
doses were calculated using the TIACs obtained by each dosimetry platform. For the PLANETâDose
platform, results obtained with the LDM and DK methods, with/without density correction, are presented.
OLINDA/EXM V1.0 calculated the absorbed dose values using the organ mass-adjusted (200g) TIACs
from each dosimetry platform. 

Table 3: Mean and standard deviation (n=40 dosimetry analyses) of OAR organ masses, TIACs and
absorbed doses calculated using DTK + OLINDA/EXM® V1.0 and PLANETâDose with LDM and DK with
density correction.
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Figures

Figure 1

Dosimetry work�ow for the phantom study and in patients using the reference dosimetry approach
DTK+OLINDA (a) and the new workstation PLANET Dose (b). The con�guration (c): PLANET®Dose +
OLINDA was used to evaluate independently the absorbed dose calculation methods.
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Figure 2

Dosimetry work�ow in patients using the reference dosimetry approach DTK+OLINDA and the new
workstation PLANET Dose.
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Figure 3

Variation of the SPECT CF values over time after injection (from T0 to T216h) obtained with Dosimetry
Toolkit (count.s-1.MBq-1) (a) and PLANET®Dose (Bq.count-1) (b). The CF variations were not signi�cant,
and the mean values were 5.60 ± 0.04 counts.s-1.MBq-1 and 67 ± 2.2 Bq.counts-1 with Dosimetry Toolkit
and PLANET Dose, respectively.
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Figure 4

Time-activity curves obtained using the NEMA IEC body phantom (Body Phantom NU2-2001/2007) at �ve
time points, from T0 to T216h. Only one of the two volumes was segmented. The images show the
segmentation rigid propagation, mono-exponential �tting, and TIAC on the Dosimetry Toolkit interface (a)
and on the PLANET®Dose interface (b).
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Figure 5

OAR absorbed dose in Gy calculated using DTK+OLINDA (the currently used platform) and the new
PLANET Dose workstation (LDM and DK with density correction).
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Figure 6

Dispersion around the 45° line of the absorbed dose pairs obtained with DTK+OLINDA and PLANET Dose
(LDM with density correction) for all organs combined, to determine the concordance correlation
coe�cient (a). Relative Bland-Altman plot for the OAR absorbed doses calculated with DTK+OLINDA and
PLANET Dose (LDM with density correction). The limits of agreement, from -1.96 to +1.96 SD, were
calculated for all organs combined (b).
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Figure 7

Comparison between OAR absorbed doses in Gy calculated with PLANET Dose (LDM with density
correction) and with the combination PLANET Dose + OLINDA (i.e. absorbed doses calculated using
OLINDA/EXM® V1.0 with TIACs from PLANET Dose as input data).
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