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Abstract
Background

Treatment of broncholithiasis is complex, especially in the case of a large or transbronchial broncholith.
Holmium-yttrium aluminum garnet (Ho:YAG) laser lithotripsy may be a useful treatment in
broncholithiasis; however, as it is not yet common practice, the optimal parameters are unknown.

Methods

We performed a single-center retrospective analysis of the clinical data of 13 broncholithiasis patients
who underwent Ho:YAG laser lithotripsy from May 2012 to October 2018.

Results

For the 13 patients (2 males and 11 females), Ho:YAG laser lithotripsy was performed 17 times, in
total. All procedures were performed under general anesthesia with rigid bronchoscopy. We initially set
the Ho:YAG laser to a pulse frequency of 5 Hz and a pulse energy of 0.8 J, gradually increasing these as
required. The pulse frequency range we employed was 5-15 Hz, and the pulse energy range was 0.8-1.6 J.
All broncholiths were successfully extracted after lithotripsy, and all symptoms improved. Hemoptysis,
bronchial esophageal �stula, and pneumonia were the most common complications; however, there were
no long-term complications.

Conclusions

Ho:YAG laser lithotripsy is an effective and safe treatment for broncholithiasis, over a long-term follow
up.

Background
Broncholithiasis is a rare disease that is caused by granulomatous infection such as tuberculosis,
histoplasmosis, actinomycosis, and nocardiosis[1, 2]. The necessity of treatment depends on the
symptoms due to airway obstruction such as cough, hemoptysis, dyspnea, or recurrent pneumonia. The
most common methods of treatment are therapeutic bronchoscopy and surgery. Most reports of
therapeutic bronchoscopy indicate that broncholiths are treated as foreign bodies, removed using foreign
body forceps, rigid forceps, or a Fogarty balloon catheter[3]. Jin et al.[4] reported a treatment of
intraluminal broncholith with a success rate of only 50%(2/4)  Seventeen out of 19 patients with
transluminal broncholiths received thoracotomy, only two patients received rigid bronchoscope.
Therapeutic bronchoscopy had a low success rate especially for transluminal broncholiths. Thoracotomy
had a better success rate, but more postoperative complications, higher mortality rate and loss of lung
function. Bronchoscopic treatment may be di�cult in the cases of large or transbronchial broncholiths. In
such cases, broncholiths may �rst be fragmented by laser lithotripsy[5-7]; There are several case reports
of continuous wave neodymium-YAG(Nd:YAG) laser for broncholith lithotripsy[5, 6]. But for lithotripsy of
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the airway, Nd:YAG lasers generate too much heat, and may cause collateral damage to the surrounding
normal tissue. McCaughan JS et al. [8], and Ferguson JS et al. [5] reported use of Ho:YAG lithotripsy in
three broncholithiasis patient but less experience with all types of broncholiths, appropriate laser
parameters ,  procedure protocol and complications. However, as it is not yet common practice, the
appropriate type of laser, and the optimal parameters remain unclear. With our experience of lithotripsy in
the treatment of urinary calculi, we performed holmium-yttrium aluminum garnet (Ho:YAG) laser
lithotripsy in broncholithiasis patients, as reported below.

Methods

Patients
We performed a retrospective analysis of patients who underwent Ho:YAG laser lithotripsy from May
2012 to October 2018 in the Department of Respiratory and Critical Care Medicine, Peking University First
Hospital. The ethics committee of Peking University First Hospital approved this study.

Equipments
1. Rigid bronchoscope: (KARL STORZ SE & Co. KG, Tuttlingen, Germany).

2. Flexible bronchoscope: BF-260 or BF-290 series (Olympus Corporation, Tokyo, Japan).

3. Manual jet ventilation system: Manujet III (VMB Medizintechnik GmbH, Sulz am Neckar, Germany).

4. Ho:YAG laser: Lumenis laser system (output range: pulse frequency 5-40 Hz, pulse energy 0.2-3.5 J;
Lumenis Ltd., Yokne’am, Israel) or Jiangsu Wuxi Dahua DHL-1 series laser system (output range:
pulse frequency 1-50 Hz, pulse energy 0.1-5.0 J; Wuxi Dahua Laser Equipment Co., Ltd., Wuxi, China).

5. Optical �ber: SlimLine EZ 365μ (Boston Scienti�c Corporation, Marlborough, MA, USA) or Scopesafe
�ber 365 μm (Mayumana Healthcare B.V., Hillegom, The Netherlands).

Laser Protocol
We initially set the Ho:YAG laser to a pulse frequency of 5 Hz, and a pulse energy of 0.8 J; these were
adjusted as required throughout each procedure. The optical �ber was inserted through the working
channel of either a rigid or a �exible bronchoscope.

Procedure Protocol
1. An attempt was made to �ll the bronchus with saline, and a clear view was required before the laser

was activated.

2. Where the bronchus could not be �lled with saline, the tip of the optical �ber was placed in direct
contact with the surface of the broncholith. The pulse duration was carefully controlled to reduce the
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risk of overheating the broncholith, and saline was repeatedly used for cooling after several pulses.

3. Flexible bronchoscope be may use through rigid bronchoscope working channel according to the
location of broncholiths.

4. (1) For large broncholiths, the optical �ber tip was placed into direct contact with the broncholith, and
a hole was drilled into its core. Thereafter, the optical �ber tip was placed in the core of the
broncholith, and the laser was used to fragment the broncholith from the inside.

(2) For small broncholiths, the optical �ber tip was placed 1-2 mm from the surface of the broncholith,
from where the shock wave of the laser fragmented the broncholith.

The frequency range employed was 5-15 Hz, and the energy range employed was 0.8-1.6 J. Each pulse
was maintained for less than 2 s. After fragmentation, broncholiths were extracted by suction or with
forceps.

Follow-up
All patients in the study were followed up for at least one year. Symptoms that could be ascribed to
broncholiths were recorded, followed by a chest computed tomography (CT) scan or bronchoscopy, where
necessary.  

Results
We reviewed 13 patients in this study. Of these, 2 were male and 11 were female; patient age ranged from
46 to 76 years (median = 59 years). In total, we performed the procedure 17 times for these patients. All
but one of the patients presented with one or more of the following symptoms: wheezing, coughing,
pneumonia, or recurrent pneumonia. The remaining patient presented with only atelectasis. All patients
had mediastinal, pulmonary, or pleural calci�cation in addition to the broncholiths, as visualized with
chest CT. Acid-fast stain testing was positive only for patient 7, and interferon-γ release assays were
positive for all patients (Table.1).
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Table 1 Characteristics of the patients

Pt
No.

Gender Symptom Broncholith Location Classification AFB IGRA

1 female cough right intermediate
bronchus

transbronchial negative positive

2 female cough right main bronchus transbronchial negative positive

3 female recurrent
pneumonia

right middle bronchus endobronchial negative positive

4 male hemoptysis right B8 endobronchial negative positive

5 female recurrent
pneumonia

right main bronchus transbronchial negative positive

6 male cough left lower lobe transbronchial negative positive

7 female pneumonia left lingula bronchus transbronchial negative positive

8 female cough right intermediate
bronchus

transbronchial positive positive

9 female cough right middle bronchus endobronchial negative positive

10 female wheeze right main bronchus transbronchial negative positive

11 female wheeze right intermediate
bronchus

transbronchial negative positive

12 female wheeze right main bronchus endobronchial negative positive

13 female no symptom right lower lobe endobronchial negative positive

BEF  Bronchoesophageal �sula

AFB  Acid-fast stain testing

IGRA  interferon-γ release assays

 

All procedures were performed under general anesthesia and using rigid bronchoscopy. Broncholiths were
hard, irregular, and yellow or yellowish white, and several were covered with granulation tissue. For eight
patients, the broncholiths were transbronchial, and for �ve patients they were endobronchial. All attempts
under bronchoscope failed including forceps, rigid forceps and snares to remove broncholiths before
laser treatment, because broncholiths were too large or embedding into bronchial lumen..

Patient 11 had a large broncholith in the right intermediate bronchus (Fig.1 and Fig.2) , and underwent the
procedure �ve times over half a year. Thereafter, there was no stenosis in the right intermediate bronchus
(Fig.3), and chest CT scan revealed no residual broncholiths (Fig.4). Median procedure duration was 100
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min. Median procedure time for transbronchial and endobronchial broncholiths was 102 min and 67 min,
respectively (Table.2). All broncholiths were successfully extracted after lithotripsy. 

Table 2 Laser parameters, complications and follow-up

Pt
No.

Laser
energy(J)

Laser
frequency

procedure
time

Perioperative
Complications

Follow-up

1 1 5-10 160 BEF BEF recovered after 3
months, survived

2 0.8-1 5 149 life-threatening
hemoptysis

survived

3 0.8-1 5-8 67 pneumonia survived

4 1 10 15 pneumonia survived

5 1.2 10 104 None survived

6 0.8 10 100 None survived

7 0.8 8 63 None survived

8 0.8 8-10 37 None survived

9 1 10 116 None survived

10 1-1.2 10 22 Acute asthma
attack

survived

11 0.8-1.2 8-10 129 None BEF recovered after 4
months, survived

0.8-1.2 10 112 None

0.8-1.2 8-10 54 None

0.8-1.6 8-10 142 None

1-1.6 10-15 75 BEF

12 0.8 8 33 None survived

13 0.8-1.2 8-10 135 None survived

 

Several patients experienced complications:

1. Life-threatening hemoptysis: We de�ned life-threatening hemoptysis as hemoptysis more than 200
ml/h[9], or caused oxygen saturation <90%, persisting for more than 1 min during bronchoscope
procedures. One patient experienced such life-threatening hemoptysis (Patient 2). We hypothesized
that it was caused by bronchial artery damage. Therefore, we isolated the right airway with a rigid
bronchoscope, and achieved hemostasis using gauze, gelatin compressed sponge, and rigid forceps.
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Double-lumen endotracheal intubation and single-lung ventilation was initiated, and the patient was
transferred to the intensive care unit. On the sixth day after the procedure, the patient was
successfully extubated.

2. Bronchoesophageal �stula (BEF): Two patients (patient 1 and 11) had a bronchial esophageal �stula
after the procedure. Both had a transbronchial broncholith located in the right intermediate bronchus,
which was completely removed. Patient 1 expectorated a bean-sized stone after the procedure. For
patient 11, the whole body of the broncholith was removed during the last procedure. These patients
were diagnosed with BEF via upper gastroenterography and upper endoscopy. Both patients’ �stula
was located at the original site of the broncholith. They received enteral nutrition and recovered from
BEF after several months.

3. Two patients had fever after the procedure, which improved after antibiotic treatment. One patient
had an acute asthma attack, which improved after steroid treatment.

There was no airway fire or damage to the bronchoscope.

Prognosis: All patients were followed up until September 2019, with a median follow-up time of 3 years
(range: 1-7 years). All patients survived with no clinical symptoms at the �nal follow-up. The patients with
BEF fully recovered within 3-4 months. All patient survived, and there were no long-term complications
and no disease recurrence.

Discussion
In many countries, including China, reported tuberculosis rates are twice as high in men as in women[10,
11]. Mediastinal tuberculous lymphadenitis, however, has been reported to be more common in
females[12, 13], although the reasons are not well understood. Mediastinal lymphadenitis caused by
tuberculosis and histoplasmosis are the most common etiologies of broncholithiasis. All patients in the
present study had a history of tuberculosis with old pulmonary tuberculosis lesions.  Positive interferon-γ
release assays may indicate latent tuberculosis infection in these patients. We believed old or latent
pulmonary tuberculosis infection was a possible cause of these broncholithiasis patients. As the position
of lesions relative to the airway can be di�cult to determine by chest CT, follow-up bronchoscopy should
be performed to analyze calci�cation lesions detected near or in the airway. In addition, broncholiths of
three patients in the present study were covered by granulomas. As granulomas may mimic bronchial
carcinoma, a biopsy is often necessary to rule out neoplasm. Broncholithiasis is generally classified into
three categories depending on whether the broncholiths are purely endobronchial, peribronchial, or mixed
(transbronchial)[2]. This classification is important, as it may have an impact on the therapeutic
approach and potential complications.

As the absorption maximum of water (1940 nm) is close to the wavelength of the Ho:YAG laser, it can
absorb much more Ho:YAG laser energy than that of a Nd:YAG laser (wavelength: 1064 nm). Furthermore,
a Ho:YAG laser has a lower penetration depth (only 0.4 mm) in human tissues than does a Nd:YAG laser,
which limits the risk of collateral damage. A Ho:YAG laser delivers short pulses of optical energy to the tip



Page 8/15

of the optical fiber, which causes instantaneous saline evaporation and creates a cavitation bubble; this
is known as the “Moses effect.” This cavitation bubble oscillates and violently implodes, generating a
shockwave that is transmitted to the target broncholith, causing its fragmentation. For maximum
fragmentation, the optimal distance between the fiber tip and the broncholith is 1-2 mm[14, 15].

There are four main points that we want to highlight:

1. Laser parameters: Choosing the appropriate parameters can increase the e�ciency of lithotripsy and
reduce the risk of complications. In vitro experiments have revealed that, for the same output power,
low frequency-high pulse energy yields the highest e�ciency of lithotripsy[16]. We started our
procedures with a pulse frequency of 5 Hz and a pulse energy 0.8 J. The highest pulse frequency we
used was 15 Hz, and the highest pulse energy we used was 1.6 J. Within these parameters, we have
demonstrated its safety and e�ciency. We do not recommend using a high pulse frequency.
However, if is clearly insu�cient, the pulse energy may be appropriately increased.

2. Lithotripsy technique: The energy from a Ho:YAG laser results in a cavitation bubble with a diameter
of 2 mm. If the tip of the optical �ber is too close to the surface of the broncholith (<1 mm), it results
in non-optimal cavitation bubble formation, causing a “drilling effect” rather than fragmentation. The
distance between the tip of the optical �ber and the broncholith should be 1-2 mm for optimal
fragmentation. If the distance is too large, the shock wave will attenuate before it reaches the
broncholith.

3. Strategy for different types of broncholiths: Chest CT scans with contrast should be reviewed
carefully before lithotripsy, particularly for the position of the broncholith in the mediastinum (e.g.,
involvement of arteries or the esophagus), and the type of broncholith. (1) Endobronchial
broncholiths can be fragmented via lithotripsy, and all fragments should be extracted, unless there is
obvious artery involvement. (2) For transbronchial broncholiths, the endoluminal section is the focus,
as excessive treatment of the peribronchial section may cause massive hemoptysis or �stula.

4. Safety and complications: (1) The shell of an optic �ber is fragile and �ammable, and its integrity
should be veri�ed before and during the procedure. (2) Lithotripsy should be performed under general
anesthesia, in combination with rigid or �exible bronchoscopy, due to the risk of life-threatening
hemoptysis. (3) During laser activation, the fraction of inspired oxygen should be lower than 40%,
and jet ventilation should be halted. (4) The fiber should be held at a distance of at least 4 mm from
the distal end of the scope, to protect the bronchoscope. (5) The bronchus must be �lled with saline
and the optical �ber should be close to or in contact with the broncholith. (6) Hemoptysis is one of
the most common causes of fatality due to lithotripsy. Transbronchial broncholiths in the right
intermediate bronchus and in the right main bronchus are more likely to result in massive
hemoptysis or �stula. If life-threatening hemoptysis does occur, a bronchial blocker, a double-lumen
endotracheal tube, bronchial artery embolization, or lobectomy should be implemented. (7) If a
broncholith is located within a sinus �stula, the �stula will be exposed upon lithotripsy. We observed
such BEF in two patients (patient 1 and 11) in our present study. (8) Following lithotripsy, obstructive
pneumonia may result from mucosal edema and necrosis. We observed this phenomenon in two
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patients in the current study: they had postoperative fever, and pneumonia was con�rmed via
computed radiography or CT. The pneumonia may be improved with antibiotic treatment. (9)
Overheating is a possibility during such procedures, and may damage the bronchoscope. Airway �re
is another possible complication, the risk of which may be reduced by �lling the bronchus with saline
during laser activation, as we did in the current study. (10) Broncholithiasis may recur in the case of
transbronchial broncholiths, due to broncholith movement over time. The intact section of the
broncholith may protrude into the bronchial tree over the months following the procedure, and
patients may require multiple procedures (e.g., in the case of patient 11). Loose broncholiths may
also be expectorated after lithotripsy.

Conclusions
In summary, we demonstrated the safety and e�ciency of Ho:YAG laser lithotripsy treatment of patients
with broncholithiasis, when using a low pulse frequency and rigid or �exible bronchoscopy. Its energy is
readily absorbed by water and its penetration is weak, reducing damage to normal tissue. Transbronchial
Ho:YAG laser lithotripsy has a high treatment success rate, which is a promising treatment for
broncholithiasis; however, further research is required, preferably multicenter studies with larger sample
sizes, in order to verify our �ndings.
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Figure 1

A large broncholith in the right intermediate bronchus (patient 11, before procedure).
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Figure 2

Chest CT scans with contrast show large transbronchial broncholith in the right intermediate bronchus
red arrow (patient 11,before procedure).
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Figure 3

The right intermediate bronchus reopen, with no residual broncholith (patient 11, after �ve times
procedures).
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Figure 4

Chest CT scans shows no residual broncholith in the previous location red arrow (patient 11,after �ve
times procedures).


