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Abstract
Purpose: Digital PET cameras markedly improve sensitivity and spatial resolution of brain 18F-FDG PET
images compared to conventional cameras. Our study aimed to assess whether speci�c control
databases are required to improve the diagnostic performance of these recent advances.

Methods: We analysed twenty-seven Alzheimer's Disease (AD) patients and twenty-two healthy subjects.
These two groups underwent a brain 18F-FDG PET on a digital camera (Vereos, Philips®) with a Semi-
Quantitative Analysis (SQA), i.e. comparisons to two age and sex matched controls acquired with a
digital PET (Vereos, Philips®) and a conventional PET (Biograph 6, Siemens®) camera, at group and
individual levels. Moreover, individual visual interpretation of SPM T-maps was provided for the positive
diagnosis of AD by 3 experienced raters.

Results: At group level, SQA using digital controls detected more marked hypometabolic areas in AD (+34
mm3 at p<0.001 uncorrected for the voxel, corrected for the cluster) than SQA using conventional
controls. At the individual level, accuracy of SQA using digital controls was higher than SQA using
conventional controls (82 vs. 63%, p<0.01, at p<0.005 uncorrected for the voxel, corrected for the cluster),
with lower speci�city (73 vs. 95%) but much higher sensitivity (89 vs. 37%). These results were con�rmed
by visual analysis (accuracies of 78% and 65% for digital and conventional controls respectively).

Conclusion: There is an urgent need to establish speci�c digital PET control databases for SQA of brain
18F-FDG PET images as such databases improve the accuracy of AD diagnosis.

Introduction
Digital PET cameras provide improvements in detection sensitivity, spatial resolution and signal to noise
ratio and therefore in image quality compared to conventional PET cameras. This has been a particularly
signi�cant advance in brain 18F-FDG PET acquisitions (1) (2).

Brain 18F-FDG PET is a useful tool for diagnosing neurodegenerative disorders. It is particularly useful in
the diagnosis of Alzheimer’s Disease (AD) (3), where a visual analysis of brain 18F-FDG PET images is
initially performed to detect the typical AD hypometabolic pattern involving the associative posterior
cortex and the medial temporal lobes (4) (5). Semi-quantitative analysis (SQA) has been proposed as an
adjunct to this visual analysis since it increases con�dence in the diagnostic conclusion drawn,
particularly at earlier stages of the disease (6). The importance of SQA has been further underpinned by
its inclusion in the recommendations of the European Association of Nuclear Medicine and European
Academy of Neurology (3).

The establishment of a well-documented reference database is a crucial step for performing SQA. A
comparison to homogeneous control population databases is an important cornerstone to reduce false
positives. Indeed, age and sex effects have been reported to in�uence metabolism distribution in brain
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18F-FDG PET images (7). In addition, all currently implemented control databases in dedicated software
for automated SQA are still based on acquisitions performed with conventional PET (8–13). It is very
likely that improvements in image quality provided by digital PET technology may also in�uence results
of SQA, even though, to the best of our knowledge there is currently no data in the literature which
evaluates the potential clinical impact of such an effect.

Our current study aims to assess whether there is a need to establish speci�c reference control databases
which take into account the recent technical advances of SQA on brain 18F-FDG PET images with respect
to the evolution of digital PET.

Materials And Methods

Subjects:
We retrospectively selected two groups of subjects, a group of patients with AD and a group of healthy
subjects (H). Both groups had undergone a brain 18F-FDG PET scan on a digital PET (Vereos, Philips®),
at the CHRU of Nancy, France, between December 2017 and September 2019.

The AD patients selected ful�lled the NIA-AA 2018 criteria for AD (14). They exhibited positive cerebro-
spinal �uid biomarkers with increased phosphorylated Tau protein and reduced beta-amyloid peptide
levels measured in the same laboratory (Department of Biochemistry, Molecular Biology and Nutrition,
CHRU Nancy, France) using standard cut-offs (15). AD patients also underwent a routine neurocognitive
assessment in the “memory clinic” of the university hospital of Nancy (France).

Healthy subjects were age and sex matched with patients in the AD group and were also selected
retrospectively. All healthy subjects had undergone a brain 18F-FDG PET scan for cognitive assessment,
but had returned a normal scan by careful visual analysis (EM, AV) and a neuropsychological
assessment which was not consistent with a neurodegenerative disorder: i) normal neuropsychological
tests, i.e. MMSE ≥ 27, FAB ≥ 15 and no major depressive disorders and ii) a clinical follow-up, of longer
than 1 year, which showed a stabilisation and/or improvement of cognitive symptoms.

Our AD and healthy groups were further compared to two control databases (a digital and a conventional
database) derived from prospective studies. Individuals from these two control databases had undergone
a brain 18F-FDG PET scan performed with a conventional camera between October 2009 to May 2012 (n 
= 19, Biograph 6, Siemens®, NCT02858167) or performed with a digital camera between December 2017
to June 2019 (n = 20, Vereos, Philips®, NCT03345290) and were age and sex matched with our AD and H
groups. A �owchart summarising the constitution of the different control groups is shown in Fig. 1.

Informed consent was obtained for each participant included in the selected groups. This study was
approved on January 16, 2020 by the local ethics committee (NCT04163276, Study ID Numbers:
2019PI238).
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Brain 18F-FDG PET
The brain 18F-FDG PET scan was recorded over a 10 (for conventional camera) to 15 minutes (for digital
camera) one bed acquisition, 45 to 50 minutes after injection of 4.5 MBq/kg (conventional camera) or 2–
3 MBq/kg (digital camera) of 18F-FDG. All subjects had fasted at least 6 hours prior to receiving the
injection and had blood glucose levels < 180 mg/dL. All PET images were reconstructed with iterative
OSEM methods, as performed in routine clinical practice, and corrected for scatter, random and
attenuation with a CT scan. Reconstructed parameters included 4 iterations and 8 subsets, subsequently
displayed in a 168 × 168 matrix with 2.7 × 2.7 × 2.7 mm3 voxels for the conventional PET camera (7), and
3 iterations and 15 subsets, subsequently displayed in a 256 × 256 matrix with 1 × 1 × 1 mm3 voxels for
the digital PET camera (2).

Statistical Parametric Mapping
The 18F-FDG PET brain images were pre-processed using SPM12 (Wellcome Department of Cognitive
Neurology, Institute of Neurology, London, UK) running on Matlab 2018a (MathWorks Inc., Sherborn, MA).
After an initial step of approximate manual re-orientation and positioning to MNI space, the spatial
normalisation of each PET image into the MNI space was performed by spatial normalisation of the CT
scan for each subject provided by the correction of attenuation, using the method and the template of the
Clinical Toolbox for SPM (https://www.nitrc.org/projects/clinicaltbx/). The voxel sizes of the written CT
images were set to 1 × 1 × 1 mm3 for the digital controls and to 2 × 2 × 2 mm3 for the conventional
controls. Each CT spatial normalisation procedure was subsequently applied to the respective PET
images. Voxels of PET images recorded with the conventional camera during this step were therefore
resampled from 2.7 × 2.7 × 2.7 mm3 to 2 × 2 × 2 mm3 whereas voxel sizes of the digital databases were
not modi�ed (1 × 1 × 1 mm3). To enable voxel-to-voxel analysis with these two control databases, AD and
H group datasets were normalised using the two voxel sizes. Partial volume effect corrections were
applied to PET images using the Müller-Gärtner (MG) method provided by the PETPVE12 toolbox (16).
White and grey matter segmentations required for the MG method were realised on CT scans using SPM
segmentation tools. As suggested by Yakushev et al. (17), the sensitivo-motor cortex was used as
reference for the intensity normalisation of PET images because it is associated with a more accurate
discrimination of patients with AD compared to controls. Finally, PET images were smoothed with an
isotropic 3D Gaussian kernel of 4 mm FWHM to blur individual variations in gyral anatomy and to
increase the signal-to-noise ratio. Visual inspections of the images at the different stages of the pre-
processing procedure ensured the quality and convergence of the different methods applied.

Semi-Quantitative Analyses (SQA) were performed at the group and individual level on a voxel-by-voxel
basis using two-sample t-tests with an inclusive AD mask (18). At the group level, AD and H groups were
compared with the conventional and digital controls using age and sex as covariates (clusters of
decreased metabolic activity observed at p < 0.001 for the voxel, cluster volume corrected by using the
expected volume provided by SPM and based on the random �eld theory). For the comparison between
results obtained with SQA to conventional or digital controls, an exclusive mask corresponding to the
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SPM-T map of SQA to conventional controls was applied to neutralize common results obtained with
SQA to digital controls (exclusive mask of results of the SQA to conventional controls for SQA to digital
controls, and vice versa).

At the individual level, each subject in the AD and H group, was individually compared to the digital and
conventional controls using a fully automated analysis as well as visual analyses with adapted levels of
signi�cance (clusters of decreased metabolic activity observed at p < 0.005 for the voxel, cluster volumes
corrected to 800 mm3 for the fully automated analysis (6) (19) and by using the expected volume for
clusters provided by SPM for the visual analysis). All clusters identi�ed with SPM at the individual level
were considered signi�cant for the fully automated analysis.

The precise identi�cation of each structure located by its MNI coordinates, its respective volume, and T-
max intensity were extracted by using the report provided by the SPM xjView toolbox
(http://www.alivelearn.net/xjview).

Visual ratings at the individual level:
For the visual analyses, the SPM T-maps were projected onto three-dimensional rendering of T1-weighted
MRI images (SPM96) and 12 two-dimensional slices of T1-weighted MRI images using the Slice Display
toolbox (20) (axial orientation, inter-slice spacing of 1 cm). Representations were reviewed by three
experienced observers (EM, EG and AV), who were blinded to the patient’s clinical data. Raters were forced
to give a dichotomous reading: Alzheimer’s disease diagnosis or not pathological. At the individual level,
results were expressed as a consensual analysis for the positive diagnosis of AD.

Statistical analysis:
Categorical variables are expressed as percentages and continuous variables as means and standard
deviations. Due to the non-normality of variable distributions, Chi-2 and Kruskal-Wallis tests were
performed for comparisons of categorical and continuous variables, respectively. For the comparisons of
diagnostic performances at the individual level, Mc Nemar tests were used with corrections for multiple
comparisons. A p-value < 0.05 was considered as signi�cant. All tests were performed with SPSS (SPSS
Statistics for Windows, Version 20.0. Armonk, NY: IBM Corp). The statistical analysis for SPM is
mentioned above.

Results

Population
As detailed in Table 1, no difference in age, sex and educational level were observed between the AD, H
groups, as well as the conventional and digital controls (p > 0.27). As expected, AD patients showed lower
levels of MMSE than H subjects as well as conventional and digital controls (p < 0.01).
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Table 1
Characteristics of the Alzheimer's disease patients, healthy subject’s as well as the conventional and

digital control groups
Group AD (n = 

27)
H (n = 22) Conventional controls (n = 

19)
Digital

controls (n = 
20)

p
values

Age (years old) 70.9 ± 7.5 67.7 ± 
10.4

67,2 ± 8,3 66,6 ± 8,5 0.27

Sex (Female) 14 (52%) 10 (45%) 8 (42%) 8 (40%) 0.86

Educational
level

        0.60

None 1 0 0 0  

Primary school 11 9 14 12  

High school 4 3 2 3  

College 11 9 3 5  

NA - 1 - -  

MMSE 19.2 ± 
5.7*

28.7 ± 0.9 29,2 ± 0,8 29 ± 0,9 < 0.01*

* p < 0.05 for comparisons between groups

AD: Alzheimer’s disease; H: Healthy; MMSE: Mini-mental State Examination Score.

At the group level
In patients with AD, SQA using digital controls enabled the detection of more marked hypometabolic
areas (+ 34 cm3) when compared to SQA using conventional controls. Details of signi�cant additional
hypometabolic regions obtained with SQA using digital controls in patients with AD are provided in
Table 2 and Fig. 2.
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Table 2
Additional AD patient clusters identi�ed with SQA using digital controls as opposed to SQA using

conventional controls (anatomical locations, spatial extent of signi�cant clusters in mm3, MNI
coordinates, maximal T-scores of the peak voxel) at a T-voxel threshold of 3.3, k cluster size > 100

mm3.
Anatomical location Cluster dimension x y z T-score of peak

Left cerebrum:

- Temporal middle, inferior

- Occipital inferior

5645 -54 -62 -22 5.7

Right cerebrum:

- Temporal middle, inferior

1730 70 -37 -18 4.9

Left cerebrum:

- Temporal middle, inferior

- Temporo-polar middle, inferior

693 -50 -9 -9 5.0

Right cerebrum:

- Temporal middle

163 50 -32 -6 3.9

Left cerebrum:

- Parietal superior, inferior

- Temporal superior, middle, inferior

- Occipital superior, middle, inferior

12573 -43 -72 39 6.4

Right cerebrum:

- Temporal middle, inferior

133 57 -56 -2 4.1

Left cerebrum:

- Temporal superior

122 -49 -18 2 3.9

Left and right cerebrum:

- Precuneus

- Cuneus

- Cingulum middle, posterior

- Occipital superior

7924 -7 -67 35 6.0
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Anatomical location Cluster dimension x y z T-score of peak

Right cerebrum:

- Parietal inferior

- Temporal superior, middle

- Occipital middle

4669 60 -64 17 5.0

Moreover, in healthy subjects (H), SQA using digital controls did not detect any signi�cant hypometabolic
areas which is in contrast to SQA using conventional controls. Details of signi�cant hypometabolic areas
obtained with SQA using conventional controls in healthy subjects are provided in Table 3 and Fig. 3.

Table 3
Clusters identi�ed in healthy subjects with SQA using conventional controls (anatomical

locations, spatial extent of signi�cant clusters in mm3, MNI coordinates, maximal T-scores
of the peak voxel) at a T-voxel threshold of 3.3, k cluster size > 100 mm3.

Anatomical location Cluster dimension x y z T-score of peak

Right cerebrum:

- Temporal inferior

168 42 0 -36 4.7

Right cerebrum:

- Hippocampus

136 20 -30 -4 5.4

Right cerebrum:

- Temporal superior, middle

368 46 -40 -4 4.7

Left cerebrum:

- Hippocampus

128 -22 -30 -4 5.1

Right cerebrum:

- Precuneus

- Posterior cingulate

712 10 -48 24 5.3

Left cerebrum:

- Precuneus

- Posterior cingulate

336 -10 -48 22 5.0

Right cerebrum:

- Parietal inferior

104 50 -20 26 4.2

At the individual level
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The accuracy of SQA using digital controls was higher than with conventional controls (82 vs. 63%), with
lower speci�city (73 vs. 95%) but a much higher sensitivity (89 vs. 37%) achieved with the fully
automated analysis.

These results were con�rmed by the visual analysis with a sensitivity, speci�city and accuracy of
respectively 89%, 64%, 78% for SQA using digital and 44%, 91%, 65% for SQA using conventional controls.

Detailed diagnostic performances for both SQA using conventional and digital controls are reported in
Table 4.

Table 4
Diagnostic performances of SQA using conventional and digital controls at the

individual level with fully automated and visual analyses

  Sensitivity Speci�city Accuracy p-value

Fully automated

SQA using conventional controls

37% 95% 63% < 0.01*

SQA using digital controls 89% 73% 82%

Visual

SQA using conventional controls

44% 91% 65% < 0.01*

SQA using digital controls 89% 64% 78%

* for the comparison between SQA using conventional and digital controls

An example of SPM-T maps used for the visual analysis is shown in Fig. 4.

Discussion
This study aimed to assess whether the event of SQA and the evolution of digital PET imaging requires
the control databases to evolve concomitantly. Diagnostic performances observed at the group and
individual level show that the diagnostic accuracy of SQA on digital controls is improved compared to
SQA on conventional controls, particularly as it relates to the detection sensitivity of AD. This observation
is an argument which supports the development of digital control databases for SQA of brain 18F-FDG
PET images for clinical practice.

Digital PET technology is associated with improvements in image quality, speci�cally better spatial
resolution and signal-to-noise ratios compared to conventional PET cameras (2). These distinct image
qualities lead to problematic head-to-head comparisons between digital and conventional PET images as
re�ected in our study by the relatively poor diagnostic performance obtained for SQA using conventional
controls (accuracy at the individual level of only 63%). However, all currently implemented control
databases in dedicated software for automated SQA in clinical practice still rely on conventional PET



Page 10/17

control images (9, 13). Of course, it is now possible to implement local databases in the majority of these
types of software, but establishing control databases acquired with digital PET technology remains an
extensive undertaking, particularly because it involves a relative recently implemented technology.

Our present study shows that implementing a control database acquired with digital PET technology
yields an increase in the detection sensitivity of AD patients, not only at the group level (+ 34 cm3 of
detected hypometabolism volume, Table 2) but also at the individual level (sensitivity of detection
increased from 37 to 89%, Table 4). A high detection sensitivity is primordial in the diagnosis of AD since
18F-FDG PET is a biomarker of neurodegeneration, which contributes to the ATN classi�cation, the N
biomarker being directly associated with cognitive impairment in patients suspected to have
neurodegenerative diseases (14).

All results in the current study were initially obtained using a fully automated analysis, which supports the
objective nature of our observations in both the group and individual level analyses. This original fully
automated methodology, which necessitated an adaptation of the levels of signi�cance to detect
anomalies, was exclusively based on the SPM software. From a clinical standpoint and at the individual
level, this fully automated analysis was nevertheless consistent with the visual analysis, using a
methodology that is very similar to that applied in previously published SQA studies (6, 12). By using this
visual analysis, the diagnostic performance of SQA with the digital controls observed in our study
(sensitivity and accuracy of respectively 89 and 78%) was within the range of previously reported results
(62.3–96% for sensitivity and 70-97.5% for accuracy), but tended towards a lower speci�city (64% for a
reported range of 84–99%) (6, 8–12, 21–23). This tendency to a lower speci�city observed in our study is
probably the result of a compromise with regards to the excellent sensitivity reported. This observation
was similarly detected in previously reported results. Perani et al (6) reported high sensitivity but lower
speci�city for visual SQA of suspected neurodegenerative disease patients (respectively 96% and 84%). A
sensitivity of 82% and a lower speci�city of 75% were also reported by Lehman et al (12) when
comparing MCI and AD patients to controls with a SQA.

SQA at the individual level in our visual analysis was performed using an intensity normalisation based
on the sensitive-motor cortex as advocated by Yakushev et al (17). This is different to previously
published SQA which performed an intensity normalisation based on the proportional scaling (6). In any
case, the same visual analysis performed with PET images normalised to the proportional scaling yielded
similar results with regards to accuracy, sensitivity and speci�city with differences of 78% vs. 73%, 93%
vs. 63%, and 59% vs. 86% observed for SQA using digital and conventional controls respectively (results
not shown, p < 0.01 for the comparison of both control databases).

The low sensitivity observed with the SQA using conventional controls (37%) could be related to the
unusual post-�lter applied to conventional PET images (Gaussian kernel of 4 mm FWHM, predominantly
adapted to the digital PET technology). However, when smoothing conventional PET images with a more
adapted isotropic 3D Gaussian kernel of 8 mm FWHM, the accuracy of SQA using conventional controls
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remained unchanged (65%), with an increased sensitivity (93%), but at the expense of a larger decrease in
speci�city (32%).

The main limitation of our study results from the fact that controls included in the conventional and
digital control databases were different individuals. From an ethical perspective, it remains problematic to
establish control databases acquired in parallel with both the conventional and digital PET systems. It
should however be noted that controls included in our conventional and digital databases did not exhibit
any differences in age, sex, MMSE and educational level when compared to each other, or when
compared to the AD and H groups. In addition, these two, distinct conventional and digital control
databases are representative samples from current daily clinical practice. The main objective of the
current study was to assess whether there is indeed a requirement to establish digital control databases
when acquisitions are performed with the new digital PET system. A secondary issue that may be
addressed is that the sample size of conventional and digital control databases is rather small (n = 19
and 20). This number of controls is nevertheless known to be su�cient to accurately perform group
analyses with SPM (24) .

Overall, in light of recent digital PET technology developments and considering that SQA is now clearly
recommended for brain 18F-FDG PET image analysis, there is an urgent need to establish digital PET
control databases for SQA of brain 18F-FDG PET images. This would be particularly helpful for improving
the sensitivity required to detect AD patients.
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Figures

Figure 1

Flowchart for the constitution of the two different groups of Alzheimer’s disease and healthy subjects,
and the conventional and digital control databases. Black arrows are representative of both group- and
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individual levels analyses performed.

Figure 2

Anatomical localisation of areas of decreased metabolic activity in AD patients (p<0.001, uncorrected,
k>100mm3) for SQA using digital controls (left panel), SQA using conventional controls (middle panel),
and the signi�cant additional hypometabolic areas obtained with SQA using digital controls compared to
SQA using conventional controls (right panel), projected onto 3D volume rendering, spatially normalised
and smoothed into the standard SPM template (T-voxel threshold value of 3.3).
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Figure 3

Anatomical localisation of areas of decreased metabolic activity in healthy subjects (p<0.001,
uncorrected, k>100 mm3), with SQA using digital controls (left panel) and SQA using conventional
controls (right panel), projected onto 3D volume rendering, spatially normalised and smoothed into the
standard SPM template (T-voxel threshold value of 3.3).
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Figure 4

Examples of SPM-T map images used for the visual analysis. SPM-T maps are projected onto two-
dimensional slices of T1-weighted MRI (from the base to the top of the skull, upper panel) and 3D-
rendered volumes (lower panel). SQA using digital (left panel) and conventional (right panel) controls of a
patient with AD (65-year-old woman with MMSE score of 11) (p<0.005 for the voxel corrected for the
expected cluster volume with k cluster size = 152 mm3, T threshold = 2.7).


