
Page 1/13

Use of Interventional Neuroradiology Devices
(Solitaire AB and Cascade Net) In The Treatment of
Complex Renal Aneurysms Through Stent-Assisted
Coil Embolisation.
Eva Pampín  (  eva.pampinalvarez@osakidetza.eus )

Hospital Universitario Alava https://orcid.org/0000-0002-4812-1835
Fernando López Zarraga 

Hospital Universitario Alava
Francisco Javier Maynar Moliner 

Hospital Universitario Alava
Amaya Iturralde Garriz 

Hospital Universitario Alava
Rebeca Bastida Torre 

Hospital Universitario Alava

Research Article

Keywords: Embolisation, aneurysm, renal, technique, devices, neuroradiology

Posted Date: September 24th, 2021

DOI: https://doi.org/10.21203/rs.3.rs-890219/v1

License:   This work is licensed under a Creative Commons Attribution 4.0 International License.  
Read Full License

Version of Record: A version of this preprint was published at Surgical Science on January 1st, 2021. See
the published version at https://doi.org/10.4236/ss.2021.1211038.

https://doi.org/10.21203/rs.3.rs-890219/v1
mailto:eva.pampinalvarez@osakidetza.eus
https://orcid.org/0000-0002-4812-1835
https://doi.org/10.21203/rs.3.rs-890219/v1
https://creativecommons.org/licenses/by/4.0/
https://doi.org/10.4236/ss.2021.1211038


Page 2/13

Abstract
Introduction: The risk of rupture of true renal artery aneurysms is low but when they are bigger than 2 - 2.5
cm it increases signi�cantly, making treatment essential. The need to use alternatives to conventional
techniques in order to avoid predictable complications as coil migration is mandatory.

Discussion: Routinely-used techniques in interventional neuroradiology such as �ow diverters or those
assisted with an occlusion balloon or stent have are suitable alternatives for complex aneurysms.

Conclusion: Interventional neuroradiology devices such as the Cascade Net stent (Per�ow Medical and
Grupo Logsa) and Solitaire AB stent retriever (Medtronic) are valid and safe options. We describe the
technique of such devices.

Background
True renal artery aneurysms have a prevalence of less than 1%.

The risk of rupture is low but when they are bigger than 2–2.5 cm it increases signi�cantly, making
treatment essential [1].

The endovascular treatment of wide neck aneurysms or aneurysms located in the bifurcations of the
renal artery is a challenge for conventional endovascular techniques (simple coil embolisation) due to the
risk of coil migration. The use of stents/grafts is another valid but less popular option due to the
increased risk of areas of ischaemia in this renal location (bifurcations) [6].

Routinely-used techniques in interventional neuroradiology such as �ow diverters or those assisted with
an occlusion balloon or stent have proven to be suitable alternatives for complex aneurysms in the
visceral arteries [2].

The following section describes the technique carried out for the assisted embolisation of a complex
aneurysm in the bifurcation of the right renal artery using common interventional neuroradiology devices
such as the Cascade Net stent (Per�ow Medical and Grupo Logsa) and Solitaire AB stent retriever
(Medtronic).

Main Text

Clinical case
54-year-old patient with pain in right side for approximately one year. Has a CT angiography which shows
an aneurysm in the right renal artery. A general physical examination reveals untreated high blood
pressure (156/103 mmHg) and creatinine 1.3 mg/dl (previously 0.8 md/dl). Preventive treatment started
with ASA (Adiro 100) and check-ups every 3 months via a CT angiography. After a review by a multi-
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disciplinary team comprising Interventional Radiology and Vascular Surgery, it is �nally decided to carry
out an embolisation.

Controlled sedation carried out by the intensive care team.

Peri-procedural thrombogenic prevention with AGGRASTAT (Tiro�ban) in continuous infusion at a dose
of 40 ml/hr for 30 min and then 10 ml/hr as prescribed.

After administering local anaesthetic to the right inguinal region, a micropuncture technique is used to
access the right common femoral artery before inserting the 4F introducer (Terumo)

A cobra 2 4F catheter (Cook) is used to create a series of diagnostic angiograms in different projections
from the renal artery and selective angiograms of each of the main branches, paying attention not only to
arterial vascularisation but also to the distribution of the renal infusion for subsequent decisions.

This is a complex renal aneurysm affecting the main division of the right renal artery. It extends slightly
into the anterior segmental branch of said division with a wide neck (10 mm) while the posterior
segmental branch exits from the aneurysm itself, very close to the division (Fig. 1)

The introducer is switched to the Destination 7F 45 cm renal curve introducer (Terumo) which is pushed
in a proximal direction in the right renal artery (Fig. 2).

A Rebar 18 0.021 (Ev3) micro catheter is inserted into the anterior segmental branch and a Prowler Select
plus 0.021 (Cardiva) micro catheter into the posterior segmental branch. A Lantern 0.025 (Penumbra)
embolisation micro catheter is also inserted into the aneurysmal sac. These three catheters are parallel to
each other inside the 7F introducer (Fig. 3).

The Solitaire 6 x 30 mm (Medtronic) endoprosthesis is inserted through the �rst micro catheter, the Rebar
18 (eV3), in order to preserve the anterior branch.

The Cascade Net (Per�ow-grupo Logsa) remodelling system for 5–6 mm vessels is inserted through the
second catheter, the Prowler Select Plus (Cardiva), in order to preserve the posterior branch.

After inserting the third micro catheter, Lantern (Penumbra), into the aneurysmal sac, the embolisation is
carried out using 14 x 60 mm standard Ruby coil micro coils for framing (Penumbra) and the sac then
�lled with 12 x 40 and 8 x 60 soft Ruby coil micro coils (Penumbra) (Fig. 4y 5).

After �lling and packing the aneurysmal sac, we proceed to removing the Solitaire AB (Medtronic) device.
While doing so we observe that one of the spirals of a coil is being pulled towards the main renal artery,
so a decision is made to release it and leave it in the anterior branch permanently.

There were no problems withdrawing the Cascade Net system (Per�ow - Logsa group).
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The �nal follow-up angiogram con�rms the complete obliteration of the aneurysmal sac with stent
permeability and, therefore, the preservation of both of the division branches, as well as the renal
parenchyma (Fig. 6).

During the procedure, the patient remained haemodynamically stable with a brief period of bradycardia
and hypotension at the start as a result of a vagal response which was resolved with 1 mg IV of atropine
and �uid therapy.

There were no other periprocedural complications and the follow-up arteriogram after 24 hours of
treatment was completely normal (Fig. 7).

The patient was discharged after 5 days without complications and prescribed dual anti-platelet therapy
with DUOPLAVIN (Clopidogrel 75 mg/ASA 100 mg) for at least three months. The follow-up doppler
echocardiogram after one month, as well as the follow-up CT angiogram after 4 months, did not show
any changes and the permeability of the entire vascular tree and renal infusion was complete (Figs. 8 and
9)

Discussion
True renal artery aneurysms make up 22–25% of all visceral aneurysms with an estimated incidence of
0.1-1% in the general population, increasing to around 2.5% in patients with high blood pressure [1]

The risk of rupture is low (5.6%) but it increases signi�cantly during pregnancy (80%) and as the
aneurysm increases in size, so those with a sac larger than 2-2.5 cm or where there is evidence of growth
between scans must be treated. Pseudoaneurysms or false aneurysms must be treated regardless of their
size due to the high risk of associated rupture.[4]

There are no signi�cant differences between endovascular and surgical treatment in terms of post-
operation mortality or complications within 30 days, although the average hospital stay is signi�cantly
longer for those recovering from surgery (14 vs 4 days). In urgent rupture cases, endovascular treatment
has a lower mortality rate (2.7% vs 23.7%) but the rate of re-permeabilisation is higher (7.6%)[3]

The endovascular treatment of wide neck aneurysms or aneurysms located in the bifurcations of the
renal artery is a challenge for conventional endovascular techniques (simple coil embolisation) due to the
risk of coil migration. [5]

The most important factors when choosing between techniques are the size of the aneurysm and the
diameter of its neck, as well as the neck-to-sac ratio. A wide neck (>/= 4 mm) or a neck-to-sac ratio >/=2
in narrow necks and < 2 in wide necks indicate the need to use alternatives to conventional techniques in
order to avoid predictable complications.

The use of stents/grafts is another valid option within conventional techniques, although it has not
proven to be the most appropriate for these sites, unlike the main renal artery, because the branches to
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the side of the branch to be treated are excluded and covered by the stent, which may lead to areas of
renal ischaemia. Furthermore, the high pro�le of covered stents and di�culty inserting them into narrow
and curved branches such as in this case make them devices to be avoided in this area in routine
practice. [6]

Commonly used techniques in interventional neuroradiology such as �ow diverters or embolisation
techniques assisted by an occlusion balloon or stent retriever have proven to be suitable alternatives for
complex aneurysms in the visceral arteries.

Flow diverter stents appeared and were designed speci�cally for maintaining laminar �ow in the main
artery and its branches while simultaneously decreasing the �ow rate in the aneurysm, favouring sac
thrombosis [6]. Despite being devices created for intracranial use, their recent application in aneurysms in
any part of the body has had good results in terms of stent permeability and reducing the volume of the
aneurysmal sac. [7]

Occlusion balloon-assisted coil embolisation is a standardised technique for treating wide neck
intracranial aneurysms. It is used when the �rst framing coil feels unstable in the aneurysm, in which
case in�ating the balloon with careful control of the in�ation timing gives the framing coil stability,
de�ating it before releasing it, checking that the coil does not prolapse into the main vessel. In�ation
times must be closely monitored in order to avoid sustained hypoperfusion and subsequent ischaemia.
Studies have also been carried out on embolisation with liquid agents +/- coils as a variant of the
common balloon-assisted technique. [8]

Stent-assisted coil embolisation is another very useful technique for wide neck and geometrically
complex aneurysms, as the stent acts as a reinforcement that enables coils to be deposited, avoiding
them becoming herniated in the main vessel, with the option of leaving it in the artery permanently. [9]

In this case, due to the location and morphology of the aneurysm, stent-assisted coiling was the
technique chosen to immediately occlude the aneurysm without coil herniation or unwanted
embolisations while preserving renal �ow. This is a complex saccular/fusiform renal aneurysm affecting
the main division of the right renal artery. It extends slightly into the anterior segmental branch of said
division with a wide neck (10 mm) while the posterior segmental branch extends from the aneurysm
itself, very close to the division (Fig. 1). Releasing the framing coils through the microcatheter in the
aneurysmal sac was very unstable with a tendency for herniation in the anterior and posterior branches
of the division, making framing impossible without a stabilising device (Figs. 4 and 5).

The covered stent option was discounted because of the curved and complicated nature of the anatomy,
with a risk of renal ischaemia due to the exclusion of unwanted branches. The use of a �ow diverter
would have been an alternative but a lack of experience with these normally intracranial devices and their
cost (off-label in peripheral) meant they were left as a second option in case the technique chosen as a
�rst option failed (assisted coiling with stent retriever). Similarly, the covered stent and �ow diverter were
used to try to avoid mandatory dual anti-platelet therapy at the start.
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In our case, the new non-occlusive device Cascade Net (Per�ow Medical and Grupo Logsa) was used due
to it being densely braided in order to give the coils stability without blocking the blood �ow, keeping the
device open for more than two hours in the posterior branch with continuous blood �ow before removing
it without problems.

The Solitaire AB (Medtronic) was used in the anterior branch at the same time. Although the original plan
was not to leave it there permanently, the movement of one of the spirals of the packed coils towards the
main renal artery during one of the actions to reposition it meant it had to be left in the anterior branch
permanently to preserve the �ow. Following that there were no problems or peri-procedural
thromboembolic events during the �rst 24 hours or following 4 days before discharge.

Conclusion
The Solitaire AB and Cascade Net intracranial devices routinely used in interventional neuroradiology are
valid and safe options to use as devices in the endovascular treatment of true complex aneurysms of the
renal arteries as part of coil-assisted embolisation techniques, preserving renal �ow and with a minimal
complication and peri-procedural mortality index. [7]
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Anterior segmental branch of said division with a wide neck (10 mm) while the posterior segmental
branch exits from the aneurysm itself, very close to the division.

Figure 2

The introducer is switched to the Destination 7F 45 cm renal curve introducer (Terumo) which is pushed
in a proximal direction in the right renal artery
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Figure 3

A Rebar 18 0.021 (Ev3) micro catheter is inserted into the anterior segmental branch and a Prowler Select
plus 0.021 (Cardiva) micro catheter into the posterior segmental branch. A Lantern 0.025 (Penumbra)
embolisation micro catheter is also inserted into the aneurysmal sac. These three catheters are parallel to
each other inside the 7F introducer.

Figure 4
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After inserting the third micro catheter, Lantern (Penumbra), into the aneurysmal sac, the embolisation is
carried out using 14 x 60 mm standard Ruby coil micro coils for framing (Penumbra) and the sac then
�lled with 12 x 40 and 8 x 60 soft Ruby coil micro coils (Penumbra) .

Figure 5

After inserting the third micro catheter, Lantern (Penumbra), into the aneurysmal sac, the embolisation is
carried out using 14 x 60 mm standard Ruby coil micro coils for framing (Penumbra) and the sac then
�lled with 12 x 40 and 8 x 60 soft Ruby coil micro coils (Penumbra)
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Figure 6

The �nal follow-up angiogram con�rms the complete obliteration of the aneurysmal sac with stent
permeability and, therefore, the preservation of both of the division branches, as well as the renal
parenchyma

Figure 7
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There were no other periprocedural complications and the follow-up arteriogram after 24 hours of
treatment was completely normal

Figure 8

The follow-up doppler echocardiogram after one month, as well as the follow-up CT angiogram after 4
months, did not show any changes and the permeability of the entire vascular tree and renal infusion was
complete
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Figure 9

The follow-up doppler echocardiogram after one month, as well as the follow-up CT angiogram after 4
months, did not show any changes and the permeability of the entire vascular tree and renal infusion was
complete


